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Abstract
An interprosthetic (IP) gap is created when an arthroplasty is performed on
both joints of the same bone to replace deteriorated joints. Specifically in this
thesis, placement of a hip and knee prosthesis in the femur was examined. Such
an ipsilateral placement of stemmed prostheses into the same bone creates a
gap of varying size and location depending on the prosthesis stem lengths. The
IP gap is measured in between the tips of the prosthesis stems. Nowadays, the
occurrence of the IP gap and IP fracture is infrequent (around 1.25% of patients
with an IP gap) and predominantly found in patients with advanced age. As
life expectancy is increasing and prosthesis placement in younger patients is
rapidly rising, an exponential increase in the occurrence of the IP gap in both
young and old patients can be expected, as well as an increase in prosthesis
revisions. These prosthesis revisions feature longer stems and lead to smaller
gaps. Since the clinical hypothesis is that the creation of an IP gap acts as a
stress riser and that small IP gaps further increase the fracture risk of the femur,
the IP gap might become a serious clinical concern in the near future. Still,
the influence of the IP gap on femoral fracture risk has not yet been studied in
detail and even though IP fracture reconstruction is a challenging treatment, a
treatment protocol has not yet been defined. This thesis thus aims to offer a
deeper insight (1) in the properties of the IP gap (size & location), (2) in other
clinical relevant parameters that could influence femoral fracture risk (cortical
thickness, bone E-modulus and prosthesis shape such as neck and stem length),
(3) in the fracture morphology and (4) in the options for fracture treatment.
Two different approaches were utilized to fulfil these research aims. Firstly, an
experimental test set-up was build to investigate the effect of creation of the IP
gap and the effect of several IP gap sizes on femoral fracture load. This was
achieved by loading synthetic bone specimens with implanted prostheses, along
the mechanical axis of the specimen until failure occurred. Subsequently, fracture
morphology was recorded and the specimens were reconstructed following
different treatment protocols. These reconstructed specimens were again loaded
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to failure to define the optimal fracture reconstruction. Secondly, finite element
models were created to compare strains on the femoral cortex for models with
different IP gaps. The simplified cylindrical and parametric model was loaded
along the mechanical axis of the femur mimicking stance on one leg. The
anatomically relevant model was based upon a CT scan of a synthetic femur
combined with laser-scanned prostheses as used in the experimental tests. This
model was loaded along the mechanical axis of the femur and by two even
more physiologically relevant loads representing walking and stair climbing.
Both models allowed for variation of the IP gap size, gap location and bone
E-modulus. The simplified model was also used to investigate the effect of
cortical thickness alteration. Likewise, the anatomical model was used to study
the impact of the prosthesis shape.
Experimental tests and finite element analyses reached similar conclusions.
An IP gap did not act as a stress riser, but models with such a gap had, on
the contrary, a higher fracture load and lower strains than a model with a
hip prosthesis only. Based on fracture load and femoral strains, small IP gaps
and more distal gaps were proven to be favourable. Hence, this thesis rejected
both clinical hypotheses. Furthermore, smaller cortical thickness and longer
prosthesis neck lengths had a noticeably increased femoral fracture risk. As
for fracture reconstruction, fractures with a medial butterfly fragment were the
most common fracture morphology. An optimal reduction of the fragments was
a prerequisite for construct stability. Such a reduction, held in place with a long
locking plate and fixed to the bone with screws proved to be the most beneficial
treatment, both mechanically and biologically. Results showed that addition of
an anterior strut was only advisable when the plate construct failed to achieve
sufficient initial stability.
In conclusion, this thesis investigates the effect of several clinically relevant
parameters on the immediate post-op characteristics of the IP gap. Influence of
IP gap size, IP gap location, bone mechanical properties and hip prosthesis neck
and stem length on femoral fracture load and femoral strains, for an immediate
post-surgery situation, were quantified. Interprosthetic fracture morphology
and fracture reconstruction were studied as well. Addition of bone remodelling
simulations to the finite element model could offer insights in the long-term
behaviour of the IP gap size and location. This could be investigated in a future
study.
Beknopte samenvatting
Een interprothetische (IP) afstand ontstaat wanneer een artroplastie wordt
uitgevoerd op beide gewrichten van hetzelfde bot met als doel de gedegenereerde
gewrichten te vervangen. Deze thesis onderzoekt specifiek de plaatsing van een
heup- en knie-prothese in de femur. Zo een ipsilaterale plaatsing van protheses
met een prothesesteel in hetzelfde bot creert een IP afstand met een bepaalde
grootte en locatie afhankelijk van de lengte van de prothesestelen. De IP
afstand wordt gemeten tussen de uiteindes van de prothesestelen. Vandaag de
dag zijn patiënten met een IP afstand en IP breuk zeldzaam (ongeveer 1.25%
van de patiënten met een IP afstand), en zijn deze patiënten voornamelijk
van gevorderde leeftijd. Aangezien de algemene levensverwachting alsook de
plaatsing van protheses in jongere patiënten toeneemt, kan een exponentiële
toename van zowel jonge als oudere patiënten met een IP afstand worden
verwacht. Bovendien wordt ook een stijging in het aantal prothese-revisies
voorspeld. Deze prothese-revisies gebruiken protheses met langere stelen en
leiden dus tot kleinere IP afstanden. In de nabije toekomst kan de IP afstand
een ernstige klinische bezorgdheid worden, gezien de klinische hypothese is dat
de IP afstand leidt tot een toename van rekken en dat kleine IP afstanden het
breukrisico van de femur verder doen toenemen. Toch is de invloed van de IP
afstand op het breukrisico van de femur nog niet in detail bestudeerd, en hoewel
de reconstructie van een IP breuk een uitdagende en moeilijke behandeling is,
is er nog geen behandelingsprotocol gedefinieerd. Deze thesis stelt dan ook als
doel om een dieper inzicht te creëren (1) in de eigenschappen van de IP afstand
(grootte & locatie), (2) in andere klinische parameters die het breukrisico van
de femur zouden kunnen beïnvloeden (dikte van de cortex, E-modulus van
het bot en vorm van de prothese zoals lengte van de nek en steel), (3) in de
breukmorfologie en (4) in de mogelijke behandelingen voor breukreconstructie.
Twee verschillende technieken werden gebruikt om de doelstellingen van deze
thesis te bereiken. Vooreerst werd een experimentele opstelling gebouwd om
de invloed van de IP afstand en van verschillende groottes van IP afstand na
te gaan op de breukbelasting van de femur. Deze doelstelling werd bereikt
vii
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door synthetische bot-specimens, geïmplanteerd met protheses, te belasten
volgens de mechanische as van het bot totdat breuk optrad. Daaropvolgend
werd breukmorfologie gedefinieerd en werden de breuken hersteld volgens
verschillende behandelingsprotocols. Deze gereconstrueerde specimens werden
vervolgens opnieuw belast totdat de constructie faalde. Ten tweede werden
eindige elementen modellen ontworpen om rekken in de femorale cortex te
vergelijken voor modellen met verschillende IP afstanden. Het vereenvoudigde
cilindrische en parametrische model werd belast volgens de mechanische as
van de femur om stand op één been na te bootsen. Het anatomisch relevant
model was gebaseerd op een CT-scan van een synthetisch bot gecombineerd met
laser-ingescande protheses zoals degene gebruikt tijdens de experimentele testen.
Op dit model werd een last aangelegd volgens de mechanische as van het bot, en
werden twee meer anatomisch relevante belastingen aangelegd die wandelen en
trappen lopen imiteerden. Beide modellen lieten toe om de E-modulus van het
bot en de grootte en locatie van de IP afstand aan te passen. Het vereenvoudigd
model werd ook gebruikt om het effect van een veranderende corticale dikte
na te gaan. Op een gelijkaardige manier werd het anatomisch relevant model
gebruikt om de invloed van de vorm van de prothese te bestuderen.
Conclusies waren gelijkaardig voor zowel de experimentele testen als voor de
eindige elementen modellen. Een IP afstand zorgde niet voor een toename van
rekken, maar modellen met een IP afstand hadden een hogere breukbelasting
en lagere rekken dan modellen met enkel een heupprothese. Gebaseerd
op breukbelasting en femorale rekken werd aangetoond dat kleine en meer
distale IP afstanden gunstig waren. Deze thesis verwerpt dus beide klinische
hypotheses. Daarenboven blijkt dat een dunnere cortex en een langere
prothesenek het breukrisico van de femur gevoelig doen toenemen. Wat betreft
breukreconstructies was de meest voorkomende breukmorfologie een breuk met
een mediaal vlinder fragment. Een optimale reductie van de fragmenten is een
eerste vereiste voor stabiliteit van de reconstructie. We hebben aangetoond dat
zo een reductie, gefixeerd met een lange locking plaat die aan het bot is bevestigd
met schroeven, de meest gunstige behandeling vormde, zowel mechanisch als
biologisch. De resultaten toonden aan dat toevoegen van een anterieure bot-strut
enkel aan te raden was als de plaat niet voldoende stabiliteit kon leveren.
Samengevat benadrukt deze thesis de invloed van verschillende klinisch relevante
parameters op de onmiddellijk post-operatieve eigenschappen van de IP afstand.
De invloed van grootte en locatie van IP afstand, mechanische eigenschappen van
het bot en nek- en steel-lengte van de heupprothese op femorale breukbelasting
en rekken werd gekwantificeerd. IP breuk-morfologie en reconstructie werden
eveneens bestudeerd. Aangezien de toevoeging van bot-hermodellering aan het
eindige elementen model een zicht kan bieden op het lange termijn gedrag van
de IP gap, kan dit in de toekomst verder bestudeerd worden.
List of abbreviations
δmax Deflection at failure (Chapter 3)
95 Mean 5% highest strains in the femoral cortex (Chapter 6)
FE Finite element
FEA Finite element analysis
Fmax Load at fracture (Chapter 3)
IP Interprosthetic
MAL Loading along the mechanical axis
THA Total hip arthroplasty
THR Total hip replacement
TKA Total knee arthroplasty
TKR Total knee replacement
SC Load protocol mimicking stair climbing
StrainH Maximal strain in the gap region (Chapter 5)
StrainL Minimal strain in the gap region (Chapter 5)
W Load protocol mimicking walking
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Clinical terminology
Anterior
Towards the front of the body
Arthritis
Deterioration of articulating surface of the joint
See figure 2.3b on page 8
Arthroplasty
Replacement of (the articulating surfaces of) a joint with a prosthesis
Bone strut
Long bone plate, controversially used to improve fracture reconstruction
stability
Coronal plane
Plane that divides the body into front and back
Cortical bone
Dense, outer layer of the bone
Diaphysis
Shaft of a long bone
Distal
Located towards the feet of the body
Dorsal
Located towards the back of the body
Femur
Thigh bone
Interprosthetic
Between the tips of two prostheses placed in the same bone
Intercondylar fossa
Deep notch between the articular surfaces of the femur, at the side of the
knee. See figure 2.2 on page 7
Intramedullary canal
Central cavity of the bone shaft. See figure 2.2 on page 7
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Ipsilateral
Placed at both sides (of the bone)
E.g. a hip and knee prosthesis in a femur
Knee condyle
Articular surfaces of the femur, at the side of the knee
Lateral
Towards the side of the body
Medial
Towards the middle of the body
Periosteal
Sleeve of connective tissue around e.g. the femoral shaft
Peri-prosthetic
Located in the region of the prosthesis stem
Posterior
Towards the back of the body
Proximal
Located towards the head of the body
Reduction
Restoration of the normal alignment of a fractured bone
Sagittal plane
Plane that divides the body into left and right
Trabecular bone
Spongy bone, located at the ends of long bones
Trochanter minor/major
Protrusion on the femur, to which several muscles attach
See figure 2.2 on page 7
Valgus
Angulation away from the middle
Ventral
Located towards the front of the body
Version
Orientation of the femoral neck in relation to the femoral condyles
(knee level)
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Chapter 1
Thesis aims and outline
An interprosthetic gap arises when prostheses are placed ipsilateral or at both
sides of the same bone to replace deteriorated joints. Specifically for this thesis,
arthroplasty of both the hip and knee joint of the femur (bone of the upper leg)
will be investigated. Most prostheses, especially in revision surgeries, feature
long stems that are placed into the shaft of the bone to provide prosthesis
fixation and stability. The interprosthetic gap is accordingly measured between
the tip of the hip and knee prosthesis stem.
Up to date, ipsilateral prosthesis placement is primarily performed in elderly
patients and its occurrence is rare. However, an exponential increase is expected
since a growing amount of younger patients opt for early prosthesis placement
and indications for hip and knee arthroplasties are broadening. Furthermore,
the population is steadily growing older, while still expecting to maintain their
mobility. As prosthesis lifetime is limited, these trends will lead to an increase
of revision surgeries where prostheses with longer stems are commonly used.
This increase in prosthesis (re-)placements will undoubtedly lead to an increase
in pluri-prosthetisized femurs, resulting in smaller interprosthetic gaps.
Current knowledge concerning the impact of the interprosthetic gap is lacking,
even though fracture treatment in ipsilateral implanted femurs is challenging.
As such, fracture should be avoided and the clinical relevant parameters that
could influence fracture risk (e.g. mechanical properties of the bone, gap size,
gap location, ...) should be examined in detail.
This Ph.D. thesis aims to offer a better insight in the influence of the
interprosthetic gap on femoral fracture load, femoral strains, fracture morphology
and fracture reconstructions. This work focusses on avoiding post-op fracture
risk, and not on long term bone remodelling. This will be achieved through both
in vitro experimental tests and in silico simulations by finite element modelling.
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2 THESIS AIMS AND OUTLINE
1.1 Research aims
• A first aim of this thesis is to investigate the clinical hypothesis that ’small
interprosthetic gap sizes increase femoral fracture risk’.
• As a second aim, the hypothesis that ’not only interprosthetic gap size but
also interprosthetic gap locationmight influence femoral biomechanics’
is examined.
• A third aim is to examine whether or not there are other parameters,
besides IP gap size and location, that may influence femoral biomechanics.
Several variables such as prosthesis shape, prosthesis stem and neck length
and mechanical properties of the bone (cortical thickness and E-modulus)
will be varied.
• Morphology of the fracture plays an important role in fracture re-
construction. As such, a fourth aim of this thesis is to define the
fracture morphology that arises in specimens with ipsilateral implanted
prostheses.
• A fifth, and last aim is to examine whether the interprosthetic gap
influences the biomechanical outcome of fracture reconstruction with
a fracture fixation plate.
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1.2 Thesis outline
This thesis can be split into two major parts. A first part uses experimental
load-to-failure tests while the second part focuses on finite element analysis.
The content of this thesis is organized as follows:
• Chapter 2 contains the general introduction to this thesis. This chapter
introduces the concept of the interprosthetic gap and the concept of
fixation plate-based fracture reconstructions and explains its clinical
relevance. It further summarizes the state of the art by discussing the
literature concerning the IP gap.
• Chapter 3 summarizes the first part of the experimental tests. Synthetic
bone specimen (Sawbones) are loaded to failure to investigate the influence
of the distance between the tips of ipsilateral placed hip and knee prosthesis
(IP gap) on femoral biomechanics. Fracture morphology as well as failure
load, energy to failure and deflection during loading are measured and
compared for several clinically relevant IP gaps.
• Using the fractured specimen from chapter 3, Chapter 4 discusses the
fixation and reduction of these fractures with three different types of
reconstruction plates. The influence of the interprosthetic gap on the
failure load of the plate constructs is also investigated experimentally.
After selection of the best performing plate, the additional benefit of
adding a anterior synthetic bone strut to the plate construct is explored.
• In Chapter 5, a simplified parametric finite element (FE) model of a
femur with IP gap demonstrates the capabilities of finite element analysis.
In this simplified model, bone and prostheses are modelled as cylinders, and
the applied load and boundary conditions are identical to the experimental
test set-up. The parametric nature of the model allows for variation of
IP gap size and position, and results in 132 different FE specimens. Two
other relevant clinical parameters, bone E-modulus and cortical thickness,
are also varied. Femoral strains of all specimens are analysed and linked
to failure load.
• Chapter 6 continues on the previous chapter and utilizes FEA to create
an anatomical relevant FE model, based upon a CT-scan of a synthetic
bone specimen. 3D-models of the prostheses used in the experimental
tests further contribute to the creation of a more accurate model. Using 5
hip prosthesis models, commonly implanted in clinical practice, prosthesis
size, interprosthetic gap size and gap location are altered. Three loading
conditions are applied; the load protocol used during experimental testing,
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a load mimicking walking and a load mimicking stair running. Femoral
strains of all specimens are analysed and linked to failure load.
• Chapter 7 concludes this thesis by discussing the previous chapters,
presenting an overall conclusion and recommending potential future work.
Chapter 2
General introduction
Life expectancy is rapidly increasing. Populations around the world are ageing
and due to improvements in longevity and falls in birth rates, people older
than 65 years old will become a proportionally larger group in society (Fig 2.1).
On a global level, the 85-and-over population is projected to increase 351%
between 2010 and 2050, compared to a 188% increase for the population aged
65 or older and a 22% increase for the population under age 65 (World Health
Organization 2011). The amount of patients with associated chronic diseases,
leading to joint deterioration and resulting in (partial) mobility impairment will
thereby increase considerably.
Figure 2.1: Population pyramids for the more developed regions: 2013 and
2050. Populations around the world are ageing and birth rates are decreasing,
resulting in a increasing proportion of people above the age of 60 years old.
From World Population Ageing (United Nations 2013).
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Along with an increase in their age, patients with deteriorated joints more
and more wish to maintain their functional mobility, retain their independent
lifestyle and continue their participation in society (Fiedler & Fenton 2011, World
Health Organization 2015). In addition, they are advocated to stay mobile
since physical exercise can slow down the progress of bone loss, and intense
exercise may even serve to increase the bone density in an elderly patient (Savela
et al. 2015). Amongst older patients, an overall increase in joint replacement
surgeries, or arthroplasties, utilizing prostheses is thus expected.
Next to this trend, prosthesis placement in younger patients is increasing as
well. It is shown that nowadays, the demography of patients awaiting hip
replacement surgery is changing from solely elderly arthritic patients to a varied
patient group with young as well as old patients. These young patients hope to
regain their former mobility consisting of often physically demanding activities
(Learmonth et al. 2007) and, due to their younger age and the limited lifetime
of prostheses, will most certainly need to undergo prosthesis revision surgery.
Patient longevity and changing patient expectations already today caused a
significant rise in the total amount of hip arthroplasties: e.g. a 23% rise was
noted between 2005 and 2011 in the OECD (Organisation for Economic Co-
operation and Development) countries, while population grew by only 4%. This
was mainly due to a major increase in arthroplasty amongst younger patients
(35% increase) (Pabinger & Geissler 2014). A similar increase is noted for knee
arthroplasties: 38% increase between 2005 and 2011 (Pabinger et al. 2015).
The fact that younger patients, demanding higher functional ability, opt for
earlier (albeit initially resurfacing) hip surgery and the broader indications for
hip arthroplasty placement does not only cause an increase in primary prosthesis
placement (Skyttä et al. 2011, Ravi et al. 2012, Sing et al. 2015), but will cause
an exponential increase in revision surgeries in the near future as well, especially
since placement of both hip and knee arthroplasty is predicted to continue to
rise (Culliford et al. 2015, Pivec et al. 2012, Kurtz et al. 2007).
These trends for both young and old patients will thus result in a noticeable
increase in patients with at least one implanted prosthesis. Also, in more
and more patients, both joints of the same bone might require implant
surgery, leading to an ipsilateral placement of prostheses and creation of an
interprosthetic gap between the tips of the two prostheses. I.e. for this thesis, a
hip and knee prosthesis in the femur (Fig. 2.2). At last, prosthesis lifetime is
limited warranting revision surgery and prosthesis replacement, often applying
longer stem, which will lead to smaller interprosthetic gaps (see section 2.1).
As such, multiple challenges arise, of which several are of orthopaedic nature.
These challenges should thus be handled with care. E.g. initial treatment with
less invasive prostheses enhances the possibilities for revision surgeries, the
influence of the interprosthetic gap on biomechanics of the femur should be
identified thoroughly to prevent femoral fracture and, if fracture does happen,
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fracture management should be optimized.
2.1 Pathology & prosthesis types
Shaft
Head
Trochanter minor
Neck
Trochanter major
Intercondylar fossa
Condyle
Intramedullary canal
Knee Hip
Figure 2.2: Anatomy of the femur. Cartilage is represented by the blue area.
Adapted from Gray’s anatomy for students third ed. (Drake et al. 2015).
The thigh bone, or femur, connects two load bearing joints, the hip and knee
joint. One of the reasons to place a hip or knee implant is to treat arthritis,
a disease that damages and accelerates wear-and-tear of the joint cartilage
of the hip and/or the knee (Fig. 2.2). A common form is osteoarthritis,
which often arises in people after they reach middle age and which is caused
by wear and tear of the articular cartilage. Inflammatory arthritis on the
other hand affects people of all ages. This disease can affect both the hip
and knee joint, compromising patient mobility and causing stiffness, pain and
difficulty in walking (Bartel et al. 2006) (Fig. 2.3a & 2.3b). Conservative
options to restore the deteriorated hip or knee joint in younger patients focus on
replacement of the joint cartilage with minimal impact on the surrounding bone
structure (Learmonth et al. 2007). These techniques offer an initial treatment
option which postpones the replacement or arthroplasty of the entire joint. E.g.
hemiarthroplasty (partial hip replacement of only the femoral head) or hip
resurfacing uses a prosthesis that covers the cartilage of the femoral head and
is fixated with a short stem in the femoral neck.
Arthroplasty of the entire hip joint (THA) on the other hand removes the
femoral head and neck by cutting the bone along a line that runs from the
trochanter minor to the trochanter major (Fig. 2.2). In a next step, a prosthesis
with three basic components is implanted: a stem that is inserted into the
femoral shaft (A), a ball that attaches to the top of the prosthesis (B) and a
cup that attaches to the acetabulum of the pelvis (C, Fig. 2.3c).
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The lifetime of both (cemented) hip and knee prostheses is unfortunately limited
to around 15-20 years (Kane et al. 2003, Mäkelä et al. 2008). Once past it’s
lifetime, when the prosthesis is worn out, loosens or when other complications
occur a revision prosthesis will replace the initial prosthesis (Fig. 2.3). To
ensure sufficient fixation in the bone, revision prostheses are often larger and
have longer prosthesis stems. These longer stemmed revision prostheses, used
in hip and knee prosthesis revisions, will accordingly reduce the interprosthetic
gap size. This might be of great concern, as the clinical hypothesis is that small
interprosthetic gaps increase femoral fracture risk.
(a) Healthy hip (b) Damaged hip (c) Hip prosthesis
Figure 2.3: Prosthesis placement in the hip to replace the arthritic hip joint.
From (AAOS - American academy of orthopaedic surgeons 2016).
If a patient with an interprosthetic gap does suffer fracture, fracture management
and treatment should be optimized. The morphology of femoral shaft fractures
can vary greatly, depending on the force applied on the bone and the presence
and location of a prosthesis (Fig. 2.4a). Femoral shaft fractures in a femur are
preferably treated with intramedullary nailing. During this technique a metal
rod, extending beyond the fracture to keep it into position, is inserted in the
intramedullary canal of both parts of the fractured femur (Bartel et al. 2006).
Due to lack of access to the intramedullary canal in femurs with ipsilateral
prosthesis, interprosthetic fractures are commonly treated with a fracture
fixation plate (Fig. 2.4b). This treatment places a plate overlapping the region
of the fracture and repositions (reduces) the bone fragments to their initial
alignment.
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(a) Fracture classification (b) Fixation plate (c) Fixation plate & strut
Figure 2.4: (a) Classification of fractures commonly encountered in clinical
practice. From left to right: oblique fracture, lateral butterfly, medial butterfly
and multi-fragment fracture. (b) Fracture treatment with a fixation plate. (c)
Fracture treatment with a fixation plate and anterior strut. Adapted from
Rockwood & Green’s Fractures in Adults (Nork 2006).
A variety of both plate length and plate fixation types (cable-fixation, screw-
fixation or both) exists in clinical practice:
• 20 cm Accord plate (cable retained, Smith & Nephew, Fig. 2.5a)
• 39 cm LCP plate (cable & screw retained, Synthes, Fig. 2.5b)
• 43 cm NCB plate (screw retained, Zimmer, Fig. 2.5c)
The use of bone plates to reconstruct interprosthetic fractures is, even today,
challenging, and there is no defined treatment algorithm (Ebraheim et al. 2014,
Ehlinger et al. 2013, Solarino et al. 2014). As a guideline, interprosthetic
fracture treatment is thought to show similarities with the reconstruction
of peri-prosthetic fractures (Hou et al. 2011). The ultimate goal of a plate
reconstruction is to fixate the fracture and to restore the fractured femur to
provide adequate initial stability and stiffness to allow the fracture to heal.
A point of controversy in peri-prosthetic and inter-prosthetic fracture treatment
is whether or not a bone strut should be added to the plate construct (Bryant
et al. 2009, Hou et al. 2011). This long piece of grafted cortical bone is placed
alongside the plate construct on the anterior side of the bone (Fig. 2.4c).
Addition of a strut is, by some, thought to be a prerequisite for construct
stability.
An overview of relevant literature concerning plate and fixation type can be
found in section 2.2.2, table 2.1 and table 2.2.
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(a) Accord plate
(b) LCP plate
(c) NCB plate
Figure 2.5: Three different types of fracture fixation plates which are commonly
used in clinical practice.
2.2 The IP gap: State of the art in biomechanical
testing
Currently, ipsilateral implant placement is mainly performed in patients of
advanced age. These patients, often with additional co-morbidities, impede in
vivo clinical follow-up studies to investigate the effect of the interprosthetic gap
on fracture risk and fracture reconstruction of the femur. Opposed to clinical
studies on fracture reconstruction in femurs with an interprosthetic gap (section
2.2.2, table 2.2), no clinical studies on the risk factors of femoral fracture in
ipsilateral implanted femurs exist. Furthermore, the inter-patient variability
of femoral shape, length and bone quality might have an impact on femoral
strains as well, which could make it difficult to reach clear conclusions based
on a clinical follow-up study. Also, strain measurement in vivo is not possible.
As such, experimental or finite element analysis seems to be better suited to
investigate the influence of the interprosthetic gap on femoral biomechanics.
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2.2.1 Experimental - IP gap
Experimental research eliminates some unwanted variables that exist in clinical
follow-up studies: A specified loading condition can be imposed on all specimens
and loading can be controlled in detail. Cadaver femurs are often used during
experimental tests, but they still have some suboptimal inherent variables such
as variability in specimen shape, length, bone mechanical properties, bone
quality and pre-existing damage in the bone (Moazen et al. 2011). These
variables make it virtually impossible to reproduce experimental experiments
(Papini et al. 2007). Synthetic bone analogues (Fig. 2.6) on the contrary are
comparable to healthy bone, based on the similar stiffness and strain curves
(Cristofolini et al. 2010, Gardner et al. 2010, Heiner 2008, Zdero et al. 2008).
Moreover, the cortical shell of the bone analogue matches toughness and tensile
strength of human cortical bone (Chong et al. 2007). Bone analogues have very
small variability and hence can be used as a relevant model for human bone,
particularly in comparative studies (Papini et al. 2007).
Figure 2.6: Example of a validated synthetic bone specimen (Fourth generation
Sawbones #3403, Pacific Research Laboratories, Mälmo, Sweden). Cross-section
on the right shows cortical bone (fibre filled epoxy, dark grey outer shell) and
trabecular bone (polyurethane foam, light grey interior volume).
Some experimental studies focusing on the interprosthetic gap have already
been performed, but within certain limitations. A first study used a 250 mm
hollow cylinder with material properties of a synthetic femur analogue (Iesaka
et al. 2005). A 100 mm cylindrical stem was implanted in the cylinder in
combination with a ipsilateral stem of varying length to create IP gaps of 1, 5,
35 and 85 mm. The construct was loaded under cantilever bending, and strains
at one of the prosthesis tips were measured (Fig. 2.7a). Strain values for all
stem sizes fell within 5% of the strain of a model with only one implanted stem.
As such, addition of a second stem, or creation of a interprosthetic gap did
not act as a stress riser, even not for small IP gaps. Even though this study
is the first to investigate the influence of the IP gap, it is subjected to several
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limitations. Only a small range of gap sizes was simulated while gap location
remained fixed, so no variation of gap location was taken into account.
(a) Setup of cantilever bending (b) Relevant specimens with
IP gaps
Figure 2.7: IP gap: State of art in biomechanical testing by Iesaka et al. 2005
(2.7a) and Lehmann et al. 2012 (2.7b).
Also, shape influence of both femur and prosthesis were not modelled and
cantilever bending does not fully mimic anatomical loading. Lastly, strains were
measured at one specific point of the IP gap, and as such no insight was gained
concerning strain patterns or strain of the entire IP gap.
Two other studies investigated the influence of the interprosthetic gap on
specimen fracture strength (Lehmann et al. 2010, Lehmann et al. 2012). Cadaver
femurs were loaded under four-point bending to compare fracture strength of a
specimen with (1) a hip prosthesis, (2) a hip prosthesis with ipsilateral femoral
nail and (3) a hip prosthesis with ipsilateral knee prosthesis (Fig. 2.7b). The
specimen with ipsilateral hip an knee prosthesis had the highest fracture load
of all three specimens. This indicated that the presence of an IP gap had no
negative influence on femoral strength, but was even preferable over a specimen
with THA only. However, no gap size variation was modelled. Also, the clinical
relevance of applying four-point bending may be limited.
A last study investigated the influence of two clinically relevant parameters on
femoral fracture strength. Cadaver femurs were implanted with a hip and a
knee prosthesis. IP gap size (35, 80 and 160 mm) was varied and the femurs
were randomized into three groups by cortical thickness (Weiser et al. 2014).
Specimens were loaded under four-point bending. Results showed no significant
difference between mean fracture strength of the different gap sizes. Fracture
resistance did however increase with increasing cortical thickness. As a downside,
only a limited variation of gap sizes was tested, and as discussed above, the use
of four-point bending is not ideal.
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2.2.2 Experimental - fracture reconstruction
Interprosthetic fractures where no prosthesis loosening occurs are commonly
reconstructed using fixation plates. No studies examining the influence of the
interprosthetic gap size on plate reconstructions exist up to date. The treatment
of peri-prosthetic fractures can be used as a guideline for interprosthetic fracture
treatment (Hou et al. 2011). Experimental studies on peri-prosthetic fractures
do exist (Table 2.1), but all studies use ’hand-made’ fractures, not taking into
account the variability of fractures that occur in clinic (Fig. 2.4a). These studies
almost all use the same loading protocol (Fig. 2.8).
Figure 2.8: Loading protocol from (Zdero et al. 2008) used to load specimens
with fractures represented by a 45◦ saw osteotomy. From (Moazen et al. 2011).
Guidelines from biomechanical studies investigating peri-prosthetic fracture
treatment (Table 2.1), combined with the findings within small patient groups
in clinical follow-up studies on interprosthetic fracture treatment (Table 2.2)
(Solarino et al. 2014), lead to the following advice concerning plate length and
fixation type. Long screw-retained locking plates (Fig. 2.9) have been proven
to be biomechanically superior compared to other types of fracture fixation,
provided there is no loosening of the prostheses (Solarino et al. 2014, Dennis
et al. 2000, Dennis et al. 2001, Fulkerson et al. 2007, Choi et al. 2010, Lever
et al. 2010, Ochs et al. 2013, Stoffel et al. 2016). These locking plates have
several advantages:
• Reduced interference to blood supply due to absence of bone-plate contact
or friction (Fig. 2.9a v.s. 2.9b, forces are transferred from bone to plate
solely through the screws, and not through screw and bone-plate friction
as in non-locking plates)
• There is no need for plate-bone contact to ensure a stable fixation and
the plate does not need to be precisely adapted to the bone (Fig. 2.9c)
• Fixation of the screw in both bone and plate increases stability and
decreases reduction loss (Fig. 2.9d)
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(a) Non-locking plate (b) Locking plate
(c) No bone-plate contact (d) Locking screw
Figure 2.9: Benefits of locking screw and plate. No friction is needed between
plate and bone and force transmission happens solely through screws (Fig. 2.9a
vs 2.9b). (AO Foundation 2016).
Another benefit of screw retained plates is that they have previously showed
higher fixation efficiency over screw-and-cable retained plates. Fracture fragment
migration has been observed to a lesser extent in screw fixations (Dennis
et al. 2001, Sah et al. 2010, Graham et al. 2015, Platzer et al. 2011). The
disadvantage of cable-retained plates is that cable loosening and slippage (e.g.
during loading) can in fact lead to fracture fragment migration and consequential
reduction loss. If cables are used, e.g. due to insufficient bone for screw
placement (Ebraheim et al. 2014), it is advised that the cables should not be
placed in the fracture area (Sah et al. 2010). Also, from a biological point of
view, cable placement requires more soft tissue damage and periosteal stripping
than screw placement, impacting fracture healing and damaging the already
limited blood supply (Fulkerson et al. 2007, Hoffmann et al. 2016).
The length of the plate has likewise been defined as essential in achieving a
stable fracture reconstruction. Literature agrees that the plate should overlap
the fracture area by at least two femoral diameters at both the distal and
proximal side (Sah et al. 2010, Hou et al. 2011, Michla et al. 2010, Mamczak
et al. 2010, Platzer et al. 2011, Soenen et al. 2011, Ehlinger et al. 2013, Ochs
et al. 2013, Hoffmann et al. 2016). Other studies even advice to span the entire
interprosthetic zone to eliminate stress risers (Mamczak et al. 2010) or to span
the full extent of the femur (Ehlinger et al. 2013).
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Last but not least, achieving a (near) anatomical reduction has been indicated
as a prerequisite for an optimal reconstruction (Mamczak et al. 2010, Sah
et al. 2010, Hoffmann et al. 2016). Another, albeit controversial, approach in
fracture management is the addition of a bone strut (Fig. 2.10) to the plate
construct. Most papers advocating addition of a strut use a short bone fixation
plate to treat interprosthetic or peri-prosthetic fractures. Since these plates
do not offer sufficient support (Wilson et al. 2005, Talbot et al. 2008, Zdero
et al. 2008, Choi et al. 2010), the outcome of these studies is that struts are
needed to reach adequate stiffness. Likewise, struts are sometimes used in
cases of poor bone quality (Michla et al. 2010). However, strut placement
requires additional biological tissue stripping which may delay fracture healing
(Mamczak et al. 2010, Sah et al. 2010, Hoffmann et al. 2016). From a biological
point of view, struts should thus only be used in cases of severe bone loss or
reduction instability (Solarino et al. 2014).
Figure 2.10: Example of a strut grafted from the diaphysis of a synthetic bone
specimen (Fourth generation Sawbones #3403, Pacific Research Laboratories,
Mälmo, Sweden). Displayed strut has a length of 23 cm and is grafted by
cutting the femoral shaft in half.
18 GENERAL INTRODUCTION
2.2.3 Finite elements & IP gap
Finite element (FE) modelling in biomechanical engineering is an accepted
computer-based simulation tool (Papini et al. 2007, Taylor & Prendergast
2015). Opposed to experimental testing, it offers cost-efficient testing, high
reproducibility of experiments and detailed insight in stresses and strains of a
3D model. Especially strain patterns and strain maxima can be used to correctly
identify failure risk and fracture onset location based on ultimate strain values
(Schileo et al. 2008, Schileo et al. 2014, Bayraktar et al. 2004). Higher strains
indicate a increased fracture risk. Furthermore, reproducibility of simulations is
high and a variety of conditions with different loads and movement restrictions
(boundary conditions) can be applied and controlled in great detail (Taylor
& Prendergast 2015). Due to the adaptability of both shape and material
properties (Young’s modulus) of this 3D finite element model, FE modelling
can also simulate bones of varying quality (Fig. 2.11).
Figure 2.11: Example of a FE model of a femur with a hip prosthesis. Figure
on the right shows the model with visualized mesh (see appendix C).
Two finite element studies focusing on the interprosthetic gap have already been
performed, within certain limitations. A first study modelled the femur as a
cylinder with isotropic material properties (Iesaka et al. 2005). Only cortical
bone was modelled. Gap size was varied (1, 5, 35 and 85 mm) but gap location,
another clinically relevant parameter, was fixed. The effect of cortical wall
thickness was investigated as well. The model was loaded under cantilever
bending and stress rather than strain was measured in the femoral shaft. They
concluded that the size of the IP gap did not influence maximal tensile stresses,
nor did the stem tips act as stress risers. Stresses were always lower or identical
to stresses in the control model, represented by a femur without prostheses.
Stresses did vary inversely with cortical thickness. Limitations were that only
isotropic cortical bone was modelled, only a bending moment was simulated,
shape of bone and prosthesis was neglected, gap location was fixed and big gaps
were not included.
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The second study solved part of these limitations (Soenen et al. 2013). A
3D model of a bone was created, consisting of cortical bone, trabecular bone
and intramedullary canal. Cortical bone was modelled transverse isotropic,
similar to its physiological appearance. A 3D model of a primary total hip
and total knee arthroplasty (THA and TKA) were added to the bone model,
and TKA length was varied to create gaps of 50, 70, 90, 110, 130 and 150
mm. A strain based ’fracture risk’ criterion was created and, amongst others, a
physiologically relevant load protocol mimicking gait was applied. The gap size
did not influence fracture risk for gait loading, and a femur without prosthesis
displayed higher strains than a femur with ipsilateral prostheses when subjected
to the same loads. As such, neither prostheses insertion nor IP gap creation
acted as a stress riser. Limitations of this study were that the THA length
(thus gap location) was fixed excluding a representation of a patient with a
revision hip prosthesis, and no small gaps were modelled.
2.2.4 Concluding remarks
Even though the interprosthetic gap is destined to become a serious clinical
concern in the near future, it has not yet been studied in detail. Some aspects
of the influence of the interprosthetic gap on femoral fracture risk have already
been investigated, but within certain limitations. E.g.: The full range of gap
sizes, representing both small and large gaps, has not yet been modelled in one
and the same model neither has the location of the IP gap been varied. Other
clinical relevant parameters such as the shape of the hip prosthesis, neck and
stem length, have been ignored up to date. Furthermore, the clinical relevance
of the loads, such as four-point-bending, applied in literature is questionable.
Additionally, the influence of the interprosthetic gap size on the reconstruction
of fractures has not yet been investigated.
Finally, the influence of the IP gap on fracture risk is not straightforward. Based
on statements in literature the fracture risk of a femur increases with ipsilateral
placement (Lehmann et al. 2012), surgeons intuitively fear that the distance
between the stem tips may correlate with the femoral fracture risk (Soenen
et al. 2013) and that a short distance between the tips of two stemmed implants in
the same femur may predispose to fracture (Weiser et al. 2014). Notwithstanding
the fact that all three studies rejected these hypotheses mentioned above, there
is still a instinctive fear amongst surgeons towards (short) interprosthetic gaps.
Summarized, the currently available literature does not succeed in reaching
clear conclusions on the role of the IP gap. This thesis intends to resolve these
shortcomings by modelling several clinically relevant parameters that could
influence femoral strains and fracture risk. Physiologically relevant loads will be
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applied to the model. Influence of IP gap size, IP gap location, bone mechanical
properties (cortical thickness and bone Young’s modulus) and THA neck and
stem length on femoral fracture load and femoral strains will be quantified.
Interprosthetic fracture morphology and fracture reconstruction will be studied
as well.
Chapter 3
Small interprosthetic gaps do not increase femoral
peri-prosthetic fracture risk. An in vitro biomechan-
ical analysis.
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Abstract
Objectives
It has been hypothesized that the interprosthetic gap between ipsilateral hip
and knee replacements acts as a stress riser affecting bone fracture behaviour.
The aim of this study was to quantify femoral strength and fracture morphology
for a wide range of interprosthetic gaps.
Methods
Seven interprosthetic gaps (0-20 cm) were created in artificial femora (N=6-
9/group). All specimens were loaded to failure following a compressive loading
protocol. Fracture load and fracture morphology were recorded. Outcomes were
compared to femora with a hip implant only (N=6; reference group).
Results
Fracture load was highest for 0 cm gaps. All other interprosthetic gaps had
fracture loads similar to that of the reference group. Fracture occurred most
frequently with a medial butterfly fragment located at the tip of the hip stem.
Conclusions
We conclude that small gaps do not act as stress risers. The specific fracture
morphology may benefit from different treatment than peri-prosthetic hip
fractures.
Keywords
Femur, interprosthetic fracture, biomechanics, implants
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3.1 Introduction
The growing number of THA and TKA placements and revisions combined with a
greater susceptibility to falls in the aging population cause a rise in the incidence
of peri-prosthetic and inter-prosthetic fractures (Iorio et al. 2008, Kurtz et al.
2005, Berry 1999, Lewallen & Berry 1998, Haddad et al. 1999, Lindahl et al. 2005,
Kinsella & Velkoff 2001, Werner 2011). Incidence of these peri-prosthetic femoral
fractures is estimated between 0.3 to 5.5% after TKA placement (Rorabeck
et al. 1998) while peri-prosthetic fractures after THA placement vary between 0.1-
3.2% for primary and 2.1-24% for revision arthroplasty respectively (Berry 1999,
Lindahl et al. 2005, Tsiridis et al. 2003, Ochs et al. 2013, Hou et al. 2011, Solarino
et al. 2014, Della Rocca et al. 2011, Abendschein 2003).
The number of patients with a total hip arthroplasty (THA) and ipsilateral total
knee arthroplasty (TKA) is increasing as well. THA and TKA revision surgery
for various reasons often requires the use of long stems (Hou et al. 2011, Iorio
et al. 2008). As a consequence, the inter-prosthetic (IP) gap between the tip of
both components may become substantially small.
It has been hypothesized that small inter-prosthetic gaps induce higher stresses
in the bone, hence, will lead to failure of the femoral bone at lower loads (Soenen
et al. 2011, Weiser et al. 2014). Furthermore, considering the deterioration
of bone quality that is associated with the aging population in combination
with osteolysis due to aseptic loosening, elderly people may experience an
even higher susceptibility for peri-prosthetic fractures. Indeed, patients with
severe osteoporosis are more prone to inter-prosthetic fractures of the femur
(Kenny et al. 1998, Franklin & Malchau 2007). The incidence of inter-prosthetic
fractures in patients with ipsilateral prosthesis placement is 1.25% (Kenny
et al. 1998). Treatment of an inter-prosthetic fracture of the femur, especially
in the presence of an IP gap, remains a challenge. Due to the presence of the
two rigid prostheses the remaining bone volume, needed for fracture fixation,
is limited and obtaining a stable construct after osteosynthesis may become a
serious challenge (Hou et al. 2011, Soenen et al. 2011).
However, it is not well understood how IP gaps affect local bone stresses
and strains (Iesaka et al. 2005, Lehmann et al. 2010, Lehmann et al. 2012,
Soenen et al. 2013) and little is known about fracture morphology and the
resulting specific fracture management and reconstruction strategies (Solarino
et al. 2014, Soenen et al. 2011, Platzer et al. 2011, Mamczak et al. 2010, Sah
et al. 2010, Ehlinger et al. 2013). Better understanding the alterations in
fracture strength of the femur with an inter-prosthetic gap will help the surgeon
minimize the risk of jeopardizing the fracture strength of the femur.
Therefore, the aims of this study were (1) to evaluate the effect of the inter-
prosthetic gap distance on the fracture strength of the femur and (2) to describe
the inter-prosthetic fracture morphology.
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3.2 Materials and methods
Six primary THA stems of 14 cm length (C-stem, Depuy J&J, Warsaw, Indiana)
and six revision THA stems of 20 cm length (Exeter, Stryker, Kalamazoo,
Michigan) were cemented into 12 medium sized (45.5 cm length) 4th generation
artificial femora (Sawbones, Pacific Research Laboratories, Malmö, Sweden).
Both prosthesis types have a tapered design and were placed with a fixed depth
of 1 cm from the shoulder of the stem to the tip of the greater trochanter.
Prosthesis placement was performed by trained surgeons (O.S. and H.F.) and
based upon prosthesis markings. The Sawbones were mounted into a 250 kN
mechanical testing machine (Instron, Norwood, Massachusetts) and loaded
along the mechanical axis of the femur (Cherian et al. 2014). This axis has 7◦
of valgus inclination and a neutral position in the sagittal plane to simulate
loading along the mechanical axis, which resulted in a combined compression
and bending (Figure 3.1).
Figure 3.1: (A) Schematic and (B) actual representation of the set-up with
indicated load axis (dashed line) representing the mechanical axis of the femur.
Arrows on the image on the right indicate the fracture lines during medial
butterfly fracture. Deflection (δmax) is measured along the loading axis (dashed
line). (C) Specimens were loaded until failure. (D) Schematic representation of
the s-shaped bending. The line from the trochanteric region to the intercondylar
region on the figure on the right is deformed into an s-shape under load (E &
F).
Distally, the specimens were placed in a V-shaped holder constraining the
movement in the sagittal plane. Proximally, forces were applied to the femoral
stem through a polyethylene socket that was potted in the Instron testing
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machine with neutral version relative to the stem. A compressive pre-load
of 100N was applied, followed by progressive compression displacement of 8
mm/minute until failure. Failure was defined as a 10% decrease in the measured
force (Zdero et al. 2008). The fracture pattern was documented with a high
definition camera (Sony HDR-CX560VE) to allow for evaluation of the failure
morphology. The measured parameters were fracture load (Fmax), the deflection
of the specimens at failure (δmax), measured in the direction of the applied
force, and the work to failure calculated as the area under the force-deflection
curve.
In 51 additional femora, seven inter-prosthetic gap distances were created by
combining either primary or revision total hip replacements with revision total
knee replacements (Profix, Smith&Nephew, Memphis, Tennessee) (Figure 3.1).
Stem length for the hip prostheses varied from 14 to 26 cm, whereas the stem
length for the knee prostheses varied from 10 to 20 cm, leading to interprosthetic
gaps ranging from 0 cm to 20 cm (Table 3.1). As to create the inter-prosthetic
gap distances of 1.5 cm and 5 cm, the TKA stems were not placed flush with
the intercondylar fossa. The small part of the TKA stem that protruded from
the intercondylar fossa did not impact the testing set-up. The IP gap specimens
were tested in an identical way as described above.
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Specimens per group 6 6 6 9 9 9 6 6 6
Primary THA stem (cm) 14 / 14 14 14 / / / /
Revision THA stem (cm) / 20 / / / 20 26 22 24
Revision TKA stem (cm) / / 10 15 20 20 15 20 20
Interprosthetic Gap (cm) / / 20 15 10 5 3 1.5 0
Table 3.1: Overview of all specimens used in this study. The different
combinations of total hip arthroplasty (THA) and total knee arthroplasty
(TKA) lengths are shown, together with the resulting gap distance. The name
of the groups reflects the gap size.1
The Mann-Whitney-U test was used to analyse the difference between primary
and revision hip prosthesis regarding fracture load, work to failure and ultimate
deflection in the primary THA vs revision THA group, when no TKA was
present. One-way ANOVA was used to evaluate the effect of gap size on
1Opposed to the other gap sizes, nine specimens were fractured for gaps of 5, 10 and 15
cm since these specimens were used in chapter 4.
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fracture load, work at failure and ultimate deflection. In case of a significant
effect, the gap size was compared to all other gap sizes in a pair-wise fashion
using the Tukey-Kramer test. Correction for multiple testing was applied; all
significance levels were set to 5%. All analyses were performed using Matlab
2014b’s Statistics toolbox for Windows.
3.3 Results
For the reference measurements consisting of THA prostheses only, the fracture
load (Fmax) was 8407 +/- 463 N and 8435 +/- 459 N, for the primary and
revision THA respectively (p=0.937; Figure 3.2). The femur with only a
cemented THA revision stem demonstrated similar work to failure (calculated
as the area under the force-deflection curve) to the femur with only a primary
THA stem, 49.0 +/- 12 J versus 43.1 +/- 11.9 J respectively (p=0.394; Figure
3.2). Mean ultimate deflection (δmax) was 8.852 +/- 1.785 mm and 9.698 +/-
1.357 mm for the primary and revision THA respectively (p=0.240). For these
specimens with a THA only, 9 of 12 fractures occurred with a lateral butterfly
fragment. A sawbone without prosthesis was not included since this would lead
to fracture of the specimen in the area of the femoral neck (Schileo et al. 2014).
The fracture load after the insertion of a TKA revision stem was 8155 N (range
6759 N to 9796 N). The lowest fracture load (7346 +/- 519 N) was found with
a 15 cm gap size. The highest fracture load (9415 +/- 206 N) was found with a
gap size of 0 cm. The fracture load increased with decreasing gap size when the
distance between both stems was smaller than 5 cm (Figure 3.2). Gap size had
a significant influence of fracture load (p<0.001). The fracture load of the 0
cm gap was significantly higher than all other gap sizes (p<0.05). The fracture
load of the 15 cm gap was lower than the 0.5 and 3 cm gap sizes (p<0.05).
The mean ultimate deflection (δmax) was 9.1 mm (range 7.3 to 16 mm). The
highest deflection (11.1 +/- 2.6 mm) was found with the 20 cm gaps. The
lowest deflection (8.6 +/- 1.2 mm) was found for the 3 cm gaps. No significant
correlation between the gap size and δmax was found (p=0.056). Work to failure
was smaller with gap sizes between 5 cm to 15 cm than with 0 or 20 cm gaps.
Gaps smaller than 5 cm required more work to failure (Figure 3.2). There
was a trend of higher work to failure with gap sizes of 0 cm and 20 cm when
compared to other gap sizes. A 0 cm gap required significantly higher work to
failure compared to the 10 and 15 cm gaps (p<0.05) respectively. The 20 cm
gaps required significantly higher work to failure compared to the 15 cm gaps
(p=0.049).
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Figure 3.2: Results of primary (prim) and revision (rev) THA tests and IP
gap variation are shown in boxplot format. Fracture load, work to failure and
deflection at failure are shown. 0 cm gaps had a significantly higher Fmax
than all other gap sizes (p<0.05). Fmax of 15 cm gaps was significantly lower
(p<0.001), than 1.5 and 3 cm gaps. 0 cm gap required significantly higher
work to failure than the 10 and 15 cm gaps (p<0.05). 20 cm gaps required
significantly higher work at failure than 15 cm gaps (p=0.049).
Both the THA and TKA stems remained well fixed to the bone in all cases. All
femurs failed at the level of the interprosthetic gap, close to the tip of the hip
prosthesis (Figure 3.3). Gap fractures had a typical medial butterfly fragment
in 34 of 51 specimens (67%). A lateral butterfly fragment was present in 12
specimens (23.5%): none of the 0 cm gaps, 17% of the 1.5 cm gaps and the 3
cm gaps, 55% of the 5 cm gaps, 11% of the 10cm gaps, 33% of the 15 cm gaps
and 17% of the 20 cm gaps. An oblique fracture occurred in 3 cases (6%) (1 of
the 3 cm, 10 cm and 15 cm gaps) and a multi-fragment fracture occurred in 1
case (5 cm gap). One specimen (10 cm gap) had an antero-medial butterfly.
28 FRACTURE RISK OF INTERPROSTHETIC GAPS (EXPERIMENTAL)
A B
Figure 3.3: (A) Typical medial butterfly fracture at location of the
interprosthetic gap, at the tip of the THA prosthesis. (B) As correlation
to the clinical situation, an X-ray showing a similar fracture between a long
revision THA and an intramedullary nail is shown as well.
Images from the high-definition video showed that, for the THA-only specimens,
loading along the mechanical axis of the femur combined with fixed knee condyles
caused an s-shaped bending. This bending shape is characterized by a lateral
outward bending in the proximal part of the femur, followed by an inward
bending in the femoral shaft starting just above the knee condyle. Insertion of
the distal TKA stem led to a less pronounced s-shaped bending (Figure 3.1)
which influenced the bending deformation as well.
3.4 Discussion
The aims of this study were (1) to evaluate the effect of the inter-prosthetic
gap distance on the fracture strength of the femur and (2) to describe the
inter-prosthetic fracture morphology. These aims of this study have been
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achieved. We demonstrated that small inter-prosthetic gaps do not hamper the
load-bearing capacity of the femur. Furthermore, we found that most femora
fractured with a medial butterfly fragment.
Multiple sizes of THA were used, but these did not influence the maximal force
at fracture. Inter-prosthetic gaps smaller than 5 cm were associated with an
increased fracture load and work to failure compared to gaps larger than 5 cm.
Even more, when the inter-prosthetic gap is decreased to a gap size of 0 cm,
the fracture load and work to failure increased significantly when compared to
larger gap sizes, for the loading conditions used in this study. Loading along the
mechanical axis of the femur, or so-called isometric loading (Moazen et al. 2011)
was applied since it is a well-accepted testing protocol which represents the major
compressive loading at the hip joint (Soenen et al. 2013, Zdero et al. 2008, Lever
et al. 2010, Cristofolini et al. 2010, Schileo et al. 2014, Ali et al. 2014). In our
study, both the distal and proximal ends were free to rotate in the V-shaped
holder and acetabular cup, respectively. As such, a more physiologically relevant
loading was obtained.
Previous experimental studies investigating the IP gap used cantilever bending
(Iesaka et al. 2005) or four-point bending (Lehmann et al. 2012). Cantilever
bending only simulates the bending forces, whereas four-point bending leads
to a constant moment over the specimen between the two supports. Neither
of these represents an anatomical loading condition. Furthermore, in both
the cantilever bending and four-point bending studies the specimen ends were
embedded in steel pots (Lehmann et al. 2012, Iesaka et al. 2005), which limits
the deformation of the specimen. Some studies have emphasized that the
abductor force should be modelled (Stolk et al. 2001). We do acknowledge
that addition of the abductor force can change the bending moment at the
interprosthetic gap. Yet, the boundary conditions in our study (movement
along the mechanical axis only (Speirs et al. 2007)) applied on the femoral
head countered the excessive bending due to the lack of the abductor force and
resulted in a physiological bending as well. Hence, we believe that including
the abductor force would not change the outcome of this comparative study.
In this study we tested a wide range of gap sizes. The effect of IP gap size has
been tested before on cylindrical, idealized, prosthetic stems through cantilever
bending in Sawbone femora by Iesaka et al. (Iesaka et al. 2005). They found
that when stems remained fixed to the bone, gap length variation did not
influence the peak tensile stress on the femur, nor did stem tips act as stress
risers, which is similar to the results of our study. The smallest gap of 1 mm
showed a lower stress than all other larger gaps, which concurs with our findings
of a significant higher fracture load for 0 cm gaps. Another study evaluated
the impact of adding a stemmed TKA prosthesis or a distal retrograde nail
to hip stem placed in a human cadaveric femur (Lehmann et al. 2012); yet,
only one IP gap size was evaluated. They found that adding the stemmed
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knee prosthesis did not increase the risk for fracture. Our study showed similar
results, where TKA implantation did not lower the fracture load compared to
THA-only specimens. The role of IP gap size has been evaluated in more detail
in a finite element study where the femora were loaded under gait conditions
(Soenen et al. 2013). Gap size did not influence the risk for fracture, nor did
stem tips act as stress risers, similar to the results of our study. Yet, the THA
stem length was fixed, and the smallest gap was 5 cm only.
Another strength of this study is that it is the first study on inter-prosthetic gaps
where fracture location and fragment type were investigated. We found that
67% of the specimens failed with a diaphyseal medial butterfly fragment, as this
is the location where the highest stresses and strains are located. This may be
surprising at first sight, because several clinical studies reported supra-condylar
inter-prosthetic fractures, located proximal to the TKA component (Soenen
et al. 2011, Mamczak et al. 2010). Yet, this discrepancy can be explained by the
fact that we used a stemmed TKA component, while previous reports referred to
non-stemmed TKA components. In more detail, due to the presence of a THA
and TKA stems the rigidity and resistance to fracture of the proximal and distal
region of the femur are higher than in the native case. The diaphyseal bone at
the location of the gap will absorb most of the energy during loading. Due to
the nature of the mechanical-axis loading protocol, the bending component of
the load decreases from proximal to distal (Figure 3.1a). As such, the largest
bending in the bone is located at the tip of the THA stem. As a consequence,
the fracture will originate at the lateral side of the IP gap, where high tensile
stresses will occur that co-locate with the lowest strength (tensile strength
lower than compressive strength (Tencer 2006)). When the crack grows in the
transverse direction, the failure mode will switch to compressive failure, causing
an oblique (shear) fracture line. As a consequence, a butterfly-shaped bone
fragment is created. We attribute the variability of fracture morphology in one
gap group to slight variations in prosthesis placement.
There are several limitations of this study. First, the in vitro nature can be
questioned. However, measuring fracture strength in a patient is not possible
and the quantification of fracture morphology would be very complicated, if
possible at all. Additionally, advanced age of these patients, many with existing
co-morbidities, will undoubtedly make it difficult to reach clear conclusions.
The in vitro nature also excluded taking bone remodelling into account. Yet, to
the best of our knowledge, there is no single clinical study indicating that bone-
remodelling would be of greater concern in patients with small interprosthetic
gaps. We hypothesize that bone remodelling will lead to weakening of the bone.
Yet, based on the fact that bone fracture will occur close to the distal end of
the hip stem, and considering that bone remodelling close to the tip will be
limited (if at all), it is questionable whether bone remodelling would result in
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reduced failure loads. Second, to construct the different gap distances, several
THA sizes have been used. Even though larger revision THA stems seem to
lead to a smaller deflection as compared to primary THA, the difference was not
significant, neither was the difference in force at failure. Third, while IP gap
fractures are prevalent in osteoporotic patients, Sawbones are not representative
for osteoporotic bone quality, remodelled bone after prosthesis placement, or for
hip fracture simulation (Soenen et al. 2011, Iesaka et al. 2005, Schroll 2003, Basso
et al. 2014). Yet, as the inter-prosthetic gap is located at the femoral isthmus,
which is less affected by osteoporosis than the metaphyseal regions, Sawbones
can be used as a relevant model for human bone, especially since it was our
goal to perform a comparative study where cadaveric-bone variability had to
be avoided. Furthermore, validation studies have shown that Sawbones display
stiffness and strains curves very similar to those of natural femurs but have a
much lower variability thereby allowing them for utility in comparative tests
(Zdero et al. 2008, Cristofolini et al. 1996, Heiner 2008, Gardner et al. 2010).
In addition, the analogue cortical bone used in fourth generation sawbones
also displays fracture toughness and tensile strength similar to human cortical
bone (Chong et al. 2007). Fourth, we did not consider cortical thickness,
even though it plays a dominant role in fracture load (Weiser et al. 2014).
We believe that, even for bones with a thinner cortex, the findings of our
comparative study still apply. Fifth, in this study we evaluated cemented
prostheses. The use of bone cement will only slightly influence the bending
rigidity as compared to uncemented specimens, since the cement is located
close to the force-transmission line; hence, the findings of this study can be
extrapolated to uncemented, press-fitted or ingrown prostheses. And sixth, only
one loading condition was used. As we used a physiologically relevant load case
along the mechanical axis of the femur (Cherian et al. 2014), and as we used the
data in a comparative way only, we do not expect to find different conclusions
when more complicated loading would have been applied. Furthermore, the
measured failure load was substantially higher than the peak forces that arise
in a variety of loading conditions (Bergmann et al. 2010). Torsional loads will
be largely carried by the bone; hence, strong effects of the IP gap size were not
expected and were not tested experimentally.
3.5 Conclusion
In summary, for the loading conditions used in this study, we conclude that
this is the first study that experimentally evaluated the biomechanical influence
of small (< 35 mm) inter-prosthetic gaps between the femoral components
of hip and knee prostheses, using a relevant loading protocol. Our findings
confirm earlier studies indicating that, during the immediate post-op situation,
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inter-prosthetic gaps do not act as stress risers. In fact, small gaps require
higher forces to fracture, thus do not have increased fracture risk. Due to
the presence of the THA and TKA stems the typical failure will result in the
creation of a medial butterfly fragment. Such fractures may warrant specific
reconstruction techniques.
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Abstract
Objectives
The incidence of femoral fractures occurring between a total hip replacement
and a total knee replacement are destined to rise. Yet, the biomechanics of
these fractures and their reconstruction with bone fixation plates is not fully
understood; i.e. it is unknown whether the distance between the two implants
influences the failure load, and the use of additional bone struts is controversial.
Therefore, the aim of this study was to quantify the effect of the interprosthetic
gap and the addition of an anterior strut on the failure load of the fracture
reconstruction performed with fixation plates.
Methods
Hip and knee implants were placed ipsilateral in artificial femora (Sawbones),
resulting in interprosthetic gaps of 5, 10 and 15 cm respectively. Failure load of
lateral plate reconstructions and lateral plate reconstructions with an additional
anterior strut were evaluated through compressive loading along the mechanical
axis of the femur.
Results & Conclusions
The failure load of the plate reconstructions and plate-strut reconstruction was
not affected by gap size. The addition of a strut did not affect failure load,
except in reconstructions of fractures where the plate reconstruction suffered
from insufficient fracture reduction.
Keywords
Femur, interprosthetic fracture, biomechanics, implants, fracture reconstruction,
strut
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4.1 Introduction
The incidence of interprosthetic femoral fractures occurring between a total hip
replacement (THR) and a total knee replacement (TKR) is low, around 1.25%
in 320 limbs with ipsilateral prostheses (Kenny et al. 1998). Their incidence
however is destined to rise (Mamczak et al. 2010, Michla et al. 2010, Ochs
et al. 2013, Tsiridis et al. 2007) given that average age, life-expectancy and
activity level of the population increases (Bryant et al. 2009, Della Rocca
et al. 2011, Hou et al. 2011, Lehmann et al. 2010, Masri et al. 2004, Old
et al. 2006, Platzer et al. 2011, Schroll 2003). It has been shown that the
size of the interprosthetic (IP) gap can influence the femoral failure load, and
that fractures mainly occur with a medial butterfly at the tip of the THA
prosthesis (Quirynen et al. 2017). Peri- and inter-prosthetic fractures with
stable prostheses are commonly reconstructed with fracture fixation plates and
can be complemented with an additional strut; yet there is no defined treatment
protocol (Bryant et al. 2009, Choi et al. 2010, Dennis et al. 2000, Ebraheim
et al. 2014, Ebrahimi et al. 2012, Ehlinger et al. 2013, Lever et al. 2010, Masri
et al. 2004, Perren 2002, Ricci et al. 2005, Solarino et al. 2014).
The aim of interprosthetic fracture reconstruction is to securely reduce
the fracture fragments and to provide a stable fixation (Hoffmann et al.
2016, Solarino et al. 2014). The reconstruction of inter-prosthetic fractures
and the influence of the interprosthetic gap size on failure load of these
reconstructions have not yet been thoroughly investigated (Moazen et al. 2011)
and clinical studies mostly consist of small patient groups (Solarino et al. 2014).
Biomechanical testing of peri-prosthetic fracture reconstruction has shown that
long plates fixed to the bone with screws are biomechanically superior compared
to other fracture fixation constructs. Yet, in all these studies fractures have
been greatly simplified; e.g. femurs have been commonly osteotomized with a
saw in an oblique plane (45 degrees to the shaft axis) (Dennis et al. 2000, Dennis
et al. 2001, Fulkerson et al. 2006, Moazen et al. 2011, Zdero et al. 2008).
Addition of a strut is a controversial treatment method. According to
some studies, long locking plates provide adequate fixation strength and
stability, and will result in optimal fracture healing (Hou et al. 2011, Lehmann
et al. 2010, Mamczak et al. 2010, Platzer et al. 2011, Ricci et al. 2005, Sah
et al. 2010). Similar studies see no need to add a allograft strut (Bryant
et al. 2009, Hou et al. 2011) or only advice the use of a strut to improve the
mechanical stability (Tomás Hernández & Holck 2015) or in case of osteoporosis,
osteopenia or severe bone loss (Choi et al. 2010, Corten et al. 2009, Solarino
et al. 2014). Patient cases with insufficient cortex reconstruction, insufficient
fragment fixation, poor bone quality or short plate length might thus warrant
an additional bone strut (Corten et al. 2009, Ebraheim et al. 2014, Masri
et al. 2004, Moazen et al. 2011). Other studies however recommend routinely
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adding a strut (Buttaro et al. 2007, Haddad et al. 2002) with the aim to increase
fixation stability (Tomás Hernández & Holck 2015). Part of this controversy is
due to the length of the fixation plate. We already identified this parameter as
an important factor in fracture reconstruction in a preliminary study comparing
different plate lengths and fixation types. Studies advocating routinely use of
bone strut often combine the struts with short plates, which are on itself not
suited to reconstruct the fractures (Buttaro et al. 2007, Talbot et al. 2008, Wilson
et al. 2005, Zdero et al. 2008). The biomechanical contribution of these struts
is thus unknown due to the large variety of fracture fixation constructs used in
these studies. In fact, the range of fixation types and plate lengths influenced
the reconstruction stability to a larger extent than did addition of a strut.
Therefore, the aims of this study were (1) to evaluate the effect of the
interprosthetic gap on the failure load of femoral fractures reconstructed with a
plate and (2) to quantify whether the addition of an anterior placed bone strut
would increase the failure load.
4.2 Materials and methods
Eighteen medium sized (45.5 cm length) 4th generation artificial femora
(Sawbones, Pacific Research Laboratories, Malmö, Sweden) were selected from a
prior study which evaluated the biomechanical effect of different interprosthetic
gap distances on femoral fracture strength and fracture morphology (Quirynen
et al. 2017). In short, interprosthetic gaps were created by implanting a primary
or revision hip prosthesis combined with a knee prosthesis stem of varying
length, to obtain several interprosthetic gap sizes. The interprosthetic gap
was measured between the distal tip of the hip and the proximal tip of the
knee prosthesis. Both prostheses were cemented into the artificial femur. The
specimens were mounted into a 250 kN mechanical testing machine (Instron,
Norwood, Massachusetts) and loaded along the mechanical axis of the femur
(Cherian et al. 2014). This axis has 7° of valgus inclination and a neutral
position in the sagittal plane to simulate loading along the mechanical axis of
the femur, which resulted in a combined compression and bending mode (Fig.
4.1). Distally, the specimens were placed in a V-shaped holder constraining the
movement in the sagittal plane. Proximally, forces were applied to the femoral
stem through a polyethylene socket that was potted in the Instron testing
machine with neutral version relative to the stem. A compressive pre-load
of 100 N was applied, followed by progressive compression displacement of 8
mm/minute until failure. The fracture pattern was documented with a high
definition camera (Sony HDR-CX560VE) to allow for evaluation of the failure
morphology.
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Figure 4.1: Schematic representation of test-setup with indicated load axis
(dashed line) as described by the loading protocol. Arrows indicate load
application (femoral prosthesis head) and the reaction forces in both knee
condyles. Test sequence is shown from left to right: intact specimen (A),
specimen fracture (B), plate reconstruction (C) and anterior addition of a strut
(D).
The fractured specimen of gap sizes 5 cm, 10 cm and 15 cm (N=6 per group) were
re-used in this study (Table 4.1). These specimens were reconstructed with a
43 cm non-contact bridging periprosthetic proximal femur plate (NCB, Zimmer,
Winterthur, Switzerland). This plate was selected following a preliminary study
which showed that, among the tested reconstruction devices, this construct
achieved the highest failure load (see Appendix D).
The NCB plate bridged the fractured specimens from the condylar to the
trochanteric region (Fig. 4.1). Apart from the screws to reduce and fixate the
fracture fragments, four screws were locked distally and two screws were locked
proximally in the greater trochanter to provide rotational stability (Borgeaud
et al. 2000, Della Valle et al. 2003, Ricci et al. 2005) and to reach optimal
fracture reconstruction (Hoffmann et al. 2016). Fracture reduction was assessed
by a trained surgeon (H.F.). The same setup as described above was used,
except that failure was defined as a 10% decrease in the measured force (Zdero
et al. 2008).
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Gap Size [cm]
5 10 15
Number of specimens 6 6 6
THR length [cm] 20 14 14
TKR length [cm] 19 20 15
Interprosthetic gap [cm] 5 10 15
Table 4.1: Overview of the specimens used in this study. The different
combinations of total hip revision (THR) and total knee revision (TKR) lengths
are shown, together with the resulting interprosthetic gap.
Subsequently, an anterior Sawbone strut was added to the specimens.
Specifically, a 23 cm long strut was cut from the anterior cortex of the diaphysis
of a Sawbone specimen and fixed with four cables; two proximally and two
distally of the fracture site. The additional fracture that occurred after the
load to failure of the plate reconstruction was reduced and the specimen was
loaded following the same loading protocol as described above. Failure load was
measured as described above (Zdero et al. 2008).
One-way ANOVA was used to evaluate the effect of gap size on failure load.
Correction for multiple testing was applied. Paired Student’s T-test was used to
evaluate the effect of adding a strut. All significance levels were set to 5%. All
analyses were performed using Matlab 2014b’s Statistics toolbox for Windows.
4.3 Results
Failure loads for the plate (p=0.559) and plate-strut (p=0.479) reconstructions
of the 5 cm, 10 cm and 15 cm gap specimens were not affected by gap size
(Table 4.2). Additional fracture after plate reconstruction occurred for seven
specimens (e.g. calcar fracture, crack propagation, fragment fracture or fragment
loss). Since the same specimens were used to test the plate and plate-strut
reconstructions, this additional fracture influenced fracture morphology of
the plate-strut reconstruction (Table 4.3). Throughout all tests, none of the
prosthesis stems loosened, as assessed by a trained surgeon (H.F.). Fracture
reduction was inadequate for specimen 10.6.
Failure load of all 18 plate-strut reconstructions did not differ from the failure
load of the plate reconstructions (p=0.906, Table 4.2). In general, the addition
of a strut did not increase failure load (less than 5% change in failure load for
specimens without additional fracture).
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Gap Size [cm]
5 10 15
Overall
Plate 7305+/-1443 7106+/-2487 8234+/-1584 7548+/-1851
Plate & strut 6893+/-1428 7570+/-1839 8072+/-1656 7511+/-1627
Table 4.2: Failure loads (N) of the plate and plate-strut reconstructions. Gap size
did not influence failure load of neither reconstruction technique. Comparison
of the plate reconstruction with the plate-strut reconstruction showed that, in
general, the addition of an anterior strut did not affect failure load.
Gap
Size
[cm]
Specimen
Initial
interprosthetic
fracture
Additional fracture
after plate
reconstruction
5.1 Lateral butterfly /
5.2 Multi-fragment Multi-fragment
5.3 Lateral butterfly Calcar fracture
5.4 Medial butterfly /
5.5 Medial butterfly /
5
5.6 Lateral butterfly Trochanter crack propagation
10.1 Lateral butterfly /
10.2 Medial butterfly Butterfly segment fracture
10.3 Oblique fracture /
10.4 Anteromedial butterfly /
10.5 Medial butterfly /
10
10.6 Medial butterfly /
15.1 Medial butterfly /
15.2 Lateral butterfly /
15.3 Medial butterfly /
15.4 Oblique fracture Fragment loss
15.5 Medial butterfly Lateral crack propagation
15
15.6 Medial butterfly Lateral crack propagation
Table 4.3: Overview of the specimens used in this study. ‘Initial interprosthetic
fracture’ indicates the morphology of the fracture reconstructed with a plate.
For some specimen, the fracture propagated during the load to failure test of the
plate reconstruction. ‘Additional fracture after plate reconstruction’ indicates
the morphology of the fracture after plate-reconstruction and subsequently
reconstructed with a plate-strut construct. Specimen names indicate gap size.
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Four specimens (5.2, 5.3, 10.2 and 15.4) with additional fracture had lower failure
loads when the strut was added (22%, 24%, 15% and 27% lower respectively).
For four other specimens however (5.1, 10.4, 10.6 and 15.2), failure load of
the plate-strut reconstruction was higher than that of the plate-reconstruction
(13%, 11%, 104% and 15% higher respectively) (Fig. 4.2).
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Figure 4.2: Specimen specific failure loads for all 18 specimens. Plate
reconstructions are shown in hashed pattern, plate-strut reconstructions in
black. Specimen names indicate gap distance and specimen number.
4.4 Discussion
The aims of this study were (1) to evaluate the effect of the distance between
the tips of ipsilateral placed THR and TKR on the failure load of anatomically
relevant femoral fractures reconstructed with a fixation plate and (2) to
investigate if addition of an anterior placed bone strut to the plate reconstruction
changes the failure load of the construct. The main result of our study is that,
for fracture reconstruction with a long fixation plate, interprosthetic gap size
does not affect failure load. In general, addition of a strut does not influence
failure load either.
For ten specimens (55.6%), the plate provided adequate fracture reduction and
addition of a strut did not influence failure load.
Four specimens (22.2%) showed increased failure load for the plate-strut
reconstruction compared to the plate reconstruction (Table 4.2, Fig. 4.2).
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E.g. specimen 10.6, a difficult to reconstruct medial butterfly fracture, had
inadequate fracture reduction after plate reconstruction due to the inability to
accurately reposition the fracture fragments. For this specimen addition of a
strut provided additional construct stability. In other specimens (i.e. specimen
5.1, 10.4, 15.2), fracture fragments were partly located on the anterior side of
the femur. Addition of the anterior strut restricted fragment movement, thereby
improving reconstruction stability and failure load.
Four other specimens (22.2%) showed a decrease in failure load after the addition
of a strut. This decrease is due to (extensive) additional fracture following
plate reconstruction and prior to plate-strut reconstruction, impacting the
reconstruction stability. As described above, the fracture fragment reduction
plays a large role in construct stability. Multi-fragment fractures (specimen 5.2)
or additional fracture; respectively calcar fracture, butterfly segment fracture
or fragment loss for specimen 5.3, 10.2 and 15.4 all leads to suboptimal fracture
reconstruction, and thus suboptimal stability and failure load.
All prostheses used in this study were cemented, as is the clinical approach for
revision of THR and TKR. The bone cement in the intra-medullary canal will
only slightly influence the bending rigidity of the specimen, since the cement
is located close to the force-transmission line. Also, the effect of the fixation
plate on bending rigidity, due to its larger E-modulus, will be two orders of
magnitude higher than that of the bone cement. As such, the results of this
study can also be used for press-fitted or ingrown prostheses.
There are several limitations to this study. First, we conducted this study in
vitro since it is impossible to measure the failure load of a fracture reconstruction
in vivo. Also, patient with ipsilateral prostheses are often of advanced age,
and the additional co-morbidities will compromise the effort to reach clear
conclusions. The in vitro nature excluded taking bone remodelling into account,
hence the findings of this study are valid for the initial post-operative stability of
the fracture reconstruction. Second, different THR lengths were used to create
the interprosthetic gap sizes; yet prior research showed that THR length did
not significantly influence failure load (Quirynen et al. 2017). Third, Sawbones
do not represent osteoporotic bone (Basso et al. 2014, Soenen et al. 2011).
Yet, validation studies have shown that stiffness and strains curves of natural
femurs are very similar to those of sawbones, but the latter have a much lower
variability thereby allowing them for utility in comparative tests (Gardner
et al. 2010, Heiner 2008, Moazen et al. 2011, Zdero et al. 2008). In addition,
the analogue cortical bone used in fourth generation sawbones also displays
fracture toughness and tensile strength similar to human cortical bone (Chong
et al. 2007). Fourth, the order of testing influenced the fracture morphology of
some of the plate-strut reconstructions. As we were interested in the comparison
of the plate and plate-strut reconstruction of the same fracture, all specimens
were used twice, for plate and plate-strut reconstructions. As such, some
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specimens had additional fracture which weakened the specimen. As a last
limitation, only one loading condition was used. Application of the load along
the mechanical axis of the femur (Cherian et al. 2014) is a physiologically
relevant loading condition (Lever et al. 2010, Zdero et al. 2008) which has been
used for evaluating peri-prosthetic fracture reconstructions before (Borgeaud
et al. 2000, Choi et al. 2010, Dennis et al. 2000, Dennis et al. 2001, Ebrahimi
et al. 2012, Fulkerson et al. 2006, Papini et al. 2007, Talbot et al. 2008, Wilson
et al. 2005, Zdero et al. 2008). As we used the data in a comparative way
only, we expect that similar conclusions will be reached when more complicated
loading would have been applied.
4.5 Conclusion
In summary, we conclude that in lateral plate reconstructions of fractures
between ipsilateral femoral prostheses, the size of the interprosthetic gap does
not influence the failure load. The addition of an anterior strut is useful for
specific fracture morphologies where the plate reconstruction does not offer
adequate fracture reduction.
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See appendix C for a short overview on finite element modelling.
Abstract
Objectives
The number of patients with ipsilateral hip and knee implants is increasing. The
resulting interprosthetic gap has been hypothesized to act as a stress riser. The
purpose of this work was to evaluate the effect of clinically relevant parameters
such as gap size, gap location, cortical thickness and bone tissue modulus on
bone strains.
Methods
We created a finite element model allowing for a parametric analysis of these
factors. The model consisted of a cylindrical cortical bone, hip prosthesis and
knee prosthesis stem. The length of the hip and knee stems were varied to
change both gap size and gap location, as were the bone Young’s modulus
(E) and cortical thickness. A load along the mechanical axis of the femur was
applied.
Results
We found that, for loading along the mechanical axis, large gaps and short hip
prostheses caused the highest strains. These strains were lower than the strains
in an intact femur. Thinner cortical thickness and reduced tissue modulus both
increased bone strains, the former to a greater extent than the latter.
Conclusions
We conclude that interprosthetic gaps do not act as stress risers, and that
not only gap size but also gap location influences the strains in the femur.
Furthermore, bone strains are largely affected by cortical bone thickness.
Keywords
Femur, interprosthetic fracture, finite element analysis, biomechanics, implants
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5.1 Introduction
Current demographic trends show a strongly aging population (Werner 2011,
Kinsella & Velkoff 2001). Given the association between age and total joint
replacement, the number of hip and knee replacements will increase, as will
the number of ipsi-laterally placed hip and knee implants. Many orthopaedic
surgeons intuitively fear that the resulting interprosthetic (IP) gap between
the distal tip of the hip prosthesis and the proximal tip of the knee prosthesis
influences the biomechanical response of the femur to mechanical load. It is
known that interprosthetic gaps and especially the resulting fractures form a
serious concern (Platzer et al. 2011, Mamczak et al. 2010, Sah et al. 2010, Solarino
et al. 2014, Soenen et al. 2011, Ehlinger et al. 2013, Ochs et al. 2013, Kenny
et al. 1998). The use of hip and knee prostheses with long stems, such as
commonly used in revision surgery to obtain sufficient stability, have been
hypothesized to act as stress risers (Soenen et al. 2011, Weiser et al. 2014),
hence, may lead to increased fracture risk. This may form a substantial clinical
problem, given that the number of revision prostheses is increasing (Iorio
et al. 2008, Hou et al. 2011) However, it is not well understood how IP gaps,
especially those smaller than 35 mm, affect local bone stresses and strains (Iesaka
et al. 2005, Lehmann et al. 2010, Lehmann et al. 2012, Soenen et al. 2013, Weiser
et al. 2014) and specific fracture management strategies are lacking (Platzer
et al. 2011, Mamczak et al. 2010, Sah et al. 2010, Solarino et al. 2014, Ehlinger
et al. 2013, Soenen et al. 2011). Furthermore, the role of bone size and bone
tissue modulus upon femoral stains and stresses is unclear.
Some aspects of the IP gap have already been investigated (Weiser et al. 2014,
Iesaka et al. 2005, Lehmann et al. 2010, Lehmann et al. 2012, Soenen et al. 2013).
First, the influence of adding a knee prosthesis to an existing hip prosthesis
was evaluated to see if a knee prosthesis acted as a stress riser. Two studies
were conducted by the same group. The first study compared cadaveric human
femora in which a total hip prosthesis (THA) had been placed to femora with
both hip prosthesis and retrograde femoral nail (Lehmann et al. 2010). The
second study included cadaveric femora with ipsi-lateral placed THA and TKA
to the comparison (Lehmann et al. 2012). Four-point bending was selected to
create a constant bending moment in between the two prostheses. Fracture
strength of femora with ipsi-lateral placed THA and TKA was significantly
higher than both other constructs. Another group used a finite element model
to compare femoral strains of a healthy femur, loaded following a gait protocol,
to those of a femur with an interprosthetic gap (Soenen et al. 2013). In none
of the cases, loaded under gait, a stress riser effect was noted when an IP
gap was created. TKA addition did not influence fracture strength (Lehmann
et al. 2010, Lehmann et al. 2012), and the femoral strains of a femur with IP
gap were lower than those of a healthy femur (Soenen et al. 2013).
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Second, some studies already investigated an, albeit limited, variety of gap
sizes (Weiser et al. 2014, Iesaka et al. 2005, Soenen et al. 2013). A simplified
cylindrical model of a femur, loaded under cantilever bending, was used to
model a range of mainly smaller interprosthetic gaps (1, 10, 35 and 85 mm)
(Iesaka et al. 2005). Another, experimental biomechanical study investigated
three different gap sizes (35, 80 and 160 mm), using cadaveric specimens and
four-point bending (Weiser et al. 2014). Lastly, an anatomically relevant FE
model was used to simulate a variety of IP gap sizes (50, 70, 90, 110, 130 and
150 mm), but small gaps were not included (Soenen et al. 2013). All three
studies reached the same conclusion: the gap size did not influence peak femoral
tensile stresses (Iesaka et al. 2005), fracture strength (Weiser et al. 2014), nor
risk of fracture (Soenen et al. 2013).
Third, all three papers investigating IP gap size also modelled changes in bone
tissue properties (e.g. to simulate the effect of osteoporotic bone). This was
achieved by either adapting the cortical thickness (Iesaka et al. 2005), by using
osteoporotic cadaveric specimen (Weiser et al. 2014), or by lowering the E-
modulus of both cortical and trabecular bone, without adapting the cortical
thickness (Soenen et al. 2013). Similar conclusions were reached: femoral
stresses decreased when cortical thickness increased (Iesaka et al. 2005), fracture
resistance significantly increased with increasing cortical thickness (Weiser
et al. 2014) and osteoporotic specimens did have an increased risk of fracture
(Soenen et al. 2013).
Still, some aspects of the IP gaps are unknown. First, the effect of the location
of the gap (i.e., the length of the hip stem) has not yet been studied; still, this
would be relevant information as hip stems with varying lengths are being used
clinically. Second, no data exist covering a wide range of IP gaps (ranging
from gaps smaller than 35 mm to gaps larger than 150 mm) while using a
physiologically relevant loading condition.
Therefore, the aim of this study was to enhance our understanding of the factors
that influence the strain in the interprosthetic gap. More specifically, the effect
of gap size and gap location on strains in the femoral cortex was investigated
and the impact of cortical thickness and bone tissue modulus was explored
independently.
5.2 Materials and methods
A finite element model was created, representing a femur with implanted hip
and knee prostheses (Figure 5.1). The bone was modelled as a cylinder, with
inner and outer diameter of 10 mm and 20 mm, respectively; its length was
set to 440 mm. The hip stem consisted of a cylindrical femoral stem with a
diameter of 10 mm and a neck was added assuming a neck length of 45.5 mm,
MATERIALS AND METHODS 47
H
ip
 L
en
gt
h
IP
 G
ap
Lo
ad
in
g 
di
re
ct
io
n
Figure 5.1: Schematic representation of the model, indicating the hip prosthesis,
knee prosthesis and cortical bone. The arrow indicates the direction of the
loading along the mechanical axis. The load was applied to the prosthesis head,
and was oriented along a line connecting the centre of the prosthesis head and
the intercondylar fossa of the femur. The length of the hip stem and the size of
the interprosthetic gap were varied; all variations are indicated in table 1.
under a 40° angle with the prosthesis stem (Figure 5.1). This assembly mimics
the basics of load transfer in the femoral component of a THA. The neck length
was measured from the middle of the femoral head to the middle of the bone
cylinder, along the neck axis. A prosthesis head with a diameter of 20 mm
was added to ensure accurate load transfer. The length of the hip stem was
varied from 50 to 400 mm. By including the stem of a knee prosthesis, gap sizes
between 2 mm and 225 mm were created (Table 1). In order to evaluate the
effect of the prostheses, a model without prostheses was created as well. For
this intact case, the bone cylinder was extended with a neck length of 65 mm
under a 40° angle with the bone cylinder axis. A 40 mm diameter sphere was
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added to represent the femoral head. Linear elastic properties were assigned
to all components of the model. Young’s moduli were 220 GPa, 110 GPa and
17 GPa, for THA, TKA and bone, respectively. Poisson ratio was 0.3 for all
components. These Young’s moduli were selected to mimic material properties
of specific prostheses used in preceding experimental tests.
Interprosthetic gap (mm)
2 15 25 30 50 75 100 125 150 175 200 225
H
ip
pr
os
th
es
is
si
ze
(m
m
)
50 438 375 365 360 340 315 290 265 240 215 190 165
75 363 350 340 335 315 290 265 240 215 190 165 140
100 338 325 315 310 290 265 240 215 190 165 140 115
125 313 300 290 285 265 240 215 190 165 140 115 90
150 288 275 265 260 240 215 190 165 140 115 90 65
175 263 250 240 235 215 190 165 140 115 90 65 40
200 238 225 215 210 190 165 140 115 90 65 40 x
225 213 200 190 185 165 140 115 90 65 40 x x
250 188 175 165 160 140 115 90 65 40 x x x
275 163 150 140 135 115 90 65 40 x x x x
300 138 125 115 110 90 65 40 x x x x x
325 113 100 90 85 65 40 x x x x x x
350 88 75 65 60 40 x x x x x x x
375 63 50 40 x x x x x x x x x
400 38 x x x x x x x x x x x
Table 5.1: Overview of all tested models. The columns represent different
interprosthetic gaps which vary from 2 mm up to 225 mm. The rows indicate
the length of the hip stem, which corresponds to the proximal distance of the
interprosthetic gap. The numbers in the table represent the lengths of the knee
stems. Crosses (‘x’) indicate configurations that are not feasible.
The tips of the hip and knee stems were modelled flat, opposed to their
rounded physical appearance. Computational data (not shown) indicated
that these modelling choices do not influence the stresses and strains that occur
in the femoral shaft. The bone-prosthesis interface was modelled assuming
complete bonding. This assumption resulted in accurate correspondence between
experimental and numerical (FE) strains (Stolk et al. 2002) and is thus accepted
in literature (Taylor & Prendergast 2015).
Finite element analyses were performed using Abaqus software (Abaqus 6.13,
Dassault Systèmes Corp., Providence, RI, USA). The models were meshed using
linear elastic hexahedral elements, type C3D8R. Convergence analysis (data not
shown) showed that an element size of 1 mm was appropriate. Along the medial
and lateral side of the femoral shaft the strains in the longitudinal direction
were quantified (Table 5.1). Since the ultimate tensile strain for bone is lower
than the ultimate compressive strain, regions with tensile strain are more prone
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to fracture for all specimens modelled in this study, even when the compressive
strain was higher (Bayraktar et al. 2004). This study thus focussed on tensile
strain. Two specific parameters were defined to ease the evaluation of strain
in the IP gap region. StrainH represents the maximal strain in the gap region;
i.e., strainH is the maximum tensile strain, or compressive strain closest to zero
when no tensile strains were present in the gap region). StrainL represents
the minimal strain in the gap region; i.e. strainL is the maximum compressive
strain, or the tensile strain closest to zero when no compressive strains were
present in the gap region).
Boundary conditions representing loading along the mechanical axis, as described
in Zdero et al (Zdero et al. 2008) and Speirs et al. (Speirs et al. 2007), were
applied. The distal part of the model was modelled to resemble a knee, where
translation and rotation were fully constrained. The proximal part of the model
was constrained as well to obtain a physiological loading, as described by Speirs
et al. (Speirs et al. 2007). Rotation of the prosthesis head was allowed while
translation was only allowed along the line of force-direction, to mimic the
restrictions of the acetabular cup on the femoral head (Figure 5.1). Loading was
applied along the mechanical axis of the femur; specifically, a load of 7000 N
was applied on the femoral head and was directed towards a point located in the
middle of the intercondylar fossa, which resulted in compression in combination
with a bending moment. A load of 7000 N was chosen since this was the highest
load where none of the specimens fractured in the prior experimental tests
(chapter 3). The length of the hip and knee stems were varied, as were the
bone Young’s modulus (E) and cortical thickness. The location and size of
the interprosthetic gap were defined by the length of the hip stems and by
the distance between the tips of the hip and knee stem. These incremental
models were created through python coding (version 2.6.2, Python Software
Foundation) starting from the model-code found in the Abaqus-model files. 132
variations of IP gap size (ranging from 2 mm to 225 mm) and location (hip
prosthesis length of 50 to 400 mm) were tested (Table 1). Young’s modulus
and cortical thickness were varied for a model with a hip prosthesis of 150 mm
and a 100 mm gap (190 mm TKA), which represents an anatomically relevant
prosthesis placement. Starting from an initial tissue modulus of 17 GPa and a
cortical thickness of 5 mm, 14 variations were tested independently. Specifically,
a model with the initial tissue modulus was combined with variations of the
(outer radius of the) cortical thickness identical to 85%, 90%, 95%, 100%, 105%,
110% and 115% of the initial thickness. Similarly, a model with the initial
cortical thickness was combined with tissue moduli identical to 85%, 90%, 95%,
100%, 105%, 110% and 115% of the initial tissue modulus.
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5.3 Results
All models were successfully meshed and solved. Larger gaps caused higher
strains (Figure 5.2). A 100 mm hip stem with interprosthetic gaps of 25, 175
and 225 mm gaps had strainH values at the lateral side of the femur that were
13.8%, 22.5% and 23.0% higher than for the same stem with a 2 mm IP gap.
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Figure 5.2: Influence of gap size on strain on the medial (left graph) and
lateral (right graph) side of the femur. Larger gaps resulted in higher strains.
Colours correspond to the models in the central panel, which show the varying
configurations. Gaps of 2, 25, 175 and 225 mm starting at a proximal distance
of 100 mm are shown. Stiffness-normalized strains can be found in appendix E.
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Figure 5.3: Influence of gap location on strain on the medial (left graph) and
lateral (right graph) side of the femur. Smaller proximal distances, i.e. smaller
hip stems, resulted in higher strains. Colours correspond to the models in the
central panel, which show the varying configurations. A gap of 100 mm starting
at proximal distances of 125, 175, 225 and 275 mm is shown. See appendix E.
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For any hip stem, gaps larger than 50 mm had nearly identical strain patterns
and peak tensile strains (strainH) in the gap region (Figure 5.2). Strain patterns
at the medial side of the femur had identical shapes as those at the lateral side,
but were compressive.
Consequently, the influence of gap size on peak compressive strains (strainL)
at the medial side of the femur is equivalent to the description above. Strain
patterns at the lateral side of the femur showed that strains in the gap region
were either tensile (positive), compressive (negative) or both, dependent on
the location and size of the gap (Figure 5.2 and 5.3). For most gap sizes and
locations, strainH in the gap region was positive, thus tensile. These tensile
strain maxima were lower when the gap was located more distally (Figure 5.3).
E.g. for a gap of 100 mm, strainH in the lateral gap region was 0.0172, 0.0119,
0.0067 and 0.0020 when the proximal distance (hip stem) was 125, 175, 225
and 275 mm, respectively. Few gaps, located around the knee condyle, were
subjected to only compressive (negative) strains. E.g. the entire gap region of all
gap sizes with a 350 mm hip prosthesis (or larger) was subjected to compressive
strains, as indicated by negative strainH and strain (Figure 5.4).
Along the femur, strains were highest in the interprosthetic gap region. The
proximal part of the gap region experienced the highest strains. Yet, for all
models with an IP gap, the maximum strains were lower than in the model
representing the intact bone without prostheses (Figure 5.5).
Cortical thickness and bone tissue modulus both inversely correlated with the
strains in the bone (Figure 5.6). Cortical thickness had a stronger effect on
strain than the bone tissue modulus. E.g. a 10% decrease in E-modulus resulted
in a 20% increase in the peak tensile strain (strainH), whereas a 10% decrease
in cortical thickness more than doubled the peak tensile strain.
5.4 Discussion
It has been hypothesised that small interprosthetic (IP) gaps act as stress risers
and may lead to increased fracture risk (Soenen et al. 2011, Weiser et al. 2014).
Our study rejected these hypotheses. We found that, for the loading conditions
used in this study, large IP gaps caused higher strains than smaller IP gaps,
yet, in all configurations the strains were lower than those in the model without
prostheses; hence, we did not find a stress riser effect.
Cortical thickness did have a clear influence on maximal strain, where a small
decrease in cortical thickness greatly influenced peak strain and consequently,
fracture risk. This finding is in agreement with previous work by Iesaka et al
and Weiser et al.
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Figure 5.4: Influence of gap size and gap location on strains in the gap region
of the bone. For each combination of prosthesis size and IP gap length, both
StrainH (top graph) and StrainL (bottom graph) in the gap region are shown.
StrainH represents the highest absolute value of the tensile strain, or lowest
absolute value of the compressive strain. StrainL represents the opposite.
Positive strains correspond to tensile strain, negative strains to compressive
strains. Larger gaps resulted in higher peak tensile strains, as did smaller hip
stems. Larger gaps and longer hip prostheses also influence the distal regions of
the model (bottom graph).
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Figure 5.5: Comparison of a healthy femur to a femur with interprosthetic
gap. Presence of ipsi-lateral hip and knee prosthesis lowers the femoral strains
compared to the strain of a healthy femur. Colours correspond to the models
in the central panel, which show the varying configurations. A healthy femur
and an IP gap of 2 mm and 225 mm are shown.
The former used a simplified experimental model (cylindrical Sawbone material)
and a simplified FE model (cylinder shape to represent the cortex) which
were both loaded by cantilever bending (Iesaka et al. 2005). The latter
conducted an experimental study with human femur specimens loaded under
four-point bending (Weiser et al. 2014). Both studies showed that for well-
fixated prostheses, interprosthetic distance did not influence fracture risk, and
that cortical thickness was an important variable influencing femoral strain
(Iesaka et al. 2005, Weiser et al. 2014).
The effects of gap size and location can be understood by evaluating the
deformation of the model. The loading along the mechanical axis combined
with the applied distal boundary conditions resulted in a bending moment
with a maximum at the proximal end of the femur while linearly decreasing
to zero at the distal end of the femur. In regions where a prosthetic stem
is present the bending rigidity will be higher than in the gap region. As a
consequence, the bending deformation and thus strains will be lower in these
regions (Figure 5.2 and 5.3), matching the findings of the study by Soenen et al.
(Soenen et al. 2013). The highest strains will be found in the gap region. The
maximum value will be found at the location of the tip of the hip stem because
the bending moment is larger here than at the tip of the knee stem. Hence, the
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Figure 5.6: Peak tensile strain in the interprosthetic gap region as a function
of (a) bone tissue modulus, and (b) cortical thickness. The model combined
a hip stem of 150 mm with a knee stem of 190 mm, resulting in a 100 mm
interprosthetic gap. This represents an anatomically relevant ipsilateral primary
prosthesis placement. Strains are more sensitive to variation of cortical thickness
than to variations of bone tissue modulus.
model indicates that fracture would always initiate at the tip of the hip stem,
regardless of the IP gap. Indeed, this was found in our previous experimental
study (Quirynen et al. 2017). The gap, as such, is the weakest section of the
model.
Larger gaps resulted in a more pronounced bending deformation compared to
smaller gaps. Notwithstanding the more pronounced bending deformation and
resulting strain increase, peak tensile strains (strainH) reached a plateau for
gaps larger than 50 mm. Thus, there is a similar risk of fracture for gaps larger
than 50 mm. This is consistent with the findings of Soenen et al. (Soenen
et al. 2013) who showed that, for a femur under gait loading, gaps varying from
50 to 150 mm did not influence the risk of fracture of the femur.
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More distal gap locations (longer hip prosthesis stems) resulted in lower strainH
values. This is due to the bending moment that decreases to zero towards the
distal end of the femur (Figure 5.4). For gaps located in the distal half of the
femur, negative strainL values indicated compressive strains. For small gaps,
strainL values were tensile (positive), since the gap only spanned the proximal
part of the femur. Larger gaps showed increasing peak compressive strains
(negative strainL values increased), as the gaps spanned more distal regions of
the femur.
Variation of the bone tissue modulus and of the cortex thickness provided
insight in the fracture risk of interprosthetic gaps in a variety of bone types. In
FE modelling to this date, osteoporotic bone was only modelled by a reduced
E-modulus (Soenen et al. 2013), or by adapting the cortical thickness (Iesaka
et al. 2005). This is the first study that evaluated variations in E-modulus
and cortical thickness in one model. Our simulations showed that bone with a
reduced Young’s modulus (i.e. osteoporotic bone) experienced higher bending
deformation, hence higher strains and higher fracture risk than bone with a
normal Young’s modulus. Variations of the cortical thickness had a much more
pronounced influence on the strains in the femur than did the variations of
bone tissue modulus. Hence, a small decrease in cortical thickness will lead to
larger increase in strain than an identical (percentage-wise) decrease in bone
tissue modulus (Figure 5.6), confirming earlier data (Iesaka et al. 2005, Soenen
et al. 2013).
Although the simplified model allowed, for the first time, to test a large
combination of gap sizes combined with different gap locations, there are
some limitations to this study. First, the use of a simplified cylindrical model
does not take the full anatomy into account. The growing cortical thickness
from metaphysis to diaphysis for example is not modelled, even though, as
described above, the cortical thickness played an important role in femoral
strains. Yet, the interprosthetic gap is mostly located in the diaphysis, where
cortical thickness is rather constant. Second, the cylindrical shape of the model,
the lack of trabecular bone and the extreme loading condition of 7000 N lead to
maximal stresses that exceeded the ultimate strain of healthy bone (Bayraktar
et al. 2004). However, we were mainly interested in comparing different gap
sizes, and we do not believe that lowering the load would change the outcome
of this study. Third, we assumed perfect bonding between the stems and the
bone. Since IP gaps mainly occur in revision surgeries, and revision surgery
mainly uses cemented stems, we did not model loose stems.
A last limitation is that only one loading condition was used. As we used
a physiologically relevant load case, combined with physiologically relevant
boundary conditions, and as we used the data in a comparative way only, we
do not expect to find different conclusions when more complicated loading
would have been applied. Also, loading along the mechanical axis, or so-called
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isometric loading (Moazen et al. 2011) was applied since it is a well-accepted
testing protocol which represents the major compressive loading at the hip
joint (Soenen et al. 2013, Zdero et al. 2008, Lever et al. 2010, Cristofolini
et al. 2010, Schileo et al. 2014, Ali et al. 2014). We do acknowledge that
addition of the abductor force, which is not included in our study, can change
the bending moment at the interprosthetic gap, but do not believe that this
would change the outcome of this comparative study.
5.5 Conclusion
In conclusion, we have shown that not only the gap size, but also the gap
location influences the strains in the femur. The interprosthetic gap does not
act as a stress riser, and smaller gaps are favourable. The size of the femoral
cortex can greatly influence strains of the femur. The bone tissue modulus
also affects bone strains, but only to a smaller extent. This study modelled
osteoporotic bone properties which lead to an increase in the structural stiffness
difference between the bone-prosthesis section and the gap section of the femur
model. Since this further increased peak tensile strains in the gap region, IP
gaps in osteoporotic bone are more prone to failure than IP gaps in healthy
bone.
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See appendix C for a short overview on finite element modelling.
Abstract
Objectives
Current trends predict an increase in patients with both hip and knee prostheses.
These ipsilateral prostheses create an interprosthetic gap which has been
hypothesised to act as a stress riser. This work aimed to investigate the
influence of clinically relevant parameters on bone strains, while using an
anatomically relevant model and anatomical loading conditions. Parameters
were hip prosthesis neck length, stem length and interprosthetic gap size.
Methods
We created an anatomically relevant finite element model. Several hip prostheses
were digitally implanted and prosthesis neck length, gap size and gap location
were varied. Three loading conditions were applied mimicking load along the
mechanical axis of the femur, walking and stair climbing.
Results
We found that longer prosthesis neck lengths increased femoral strains, as did
larger gaps. More distal gaps had lower strains. Of these parameters, gap size
had the strongest effect. Bone strains in a model with a hip prosthesis only
were always higher than the strains in models with an additional knee implant.
Conclusions
We conclude that the ipsilateral placement of a knee prosthesis does not act
as a stress riser immediately post-surgery. Gap size, prosthesis neck and stem
length all influenced femoral strains. Gap size had the largest influence, and
small gaps did not act as a stress riser.
Keywords
Femur, interprosthetic fracture, finite element analysis, biomechanics, implants
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6.1 Introduction
Projections of primary and revision hip (THA) and knee (TKA) arthroplasty
surgeries predict a steady increase in number (Kurtz et al. 2007). Hence, the
amount of patients with ipsilateral THA and TKA is destined to rise as well.
Fractures in between ipsilateral THA and TKA form a serious clinical concern
(Mamczak et al. 2010, Ochs et al. 2013, Platzer et al. 2011, Solarino et al. 2014).
Revision surgeries often replace the affected prosthesis with a longer prosthesis,
which may increase fracture risk further (Hou et al. 2011, Iorio et al. 2008).
In ipsilateral placement of THA and TKA the distance between the distal tip
of the hip stem and the proximal tip of the knee stem is often referred to as the
interprosthetic (IP) gap. There is ongoing debate on the influence of an IP gap
on the risk for femoral fractures. On the one hand, IP gaps are considered to
act as stress risers increasing fracture risk, especially for small gaps. This view
is commonly found among orthopaedic surgeons (Soenen et al. 2011, Weiser
et al. 2014). On the other hand, there is cumulating evidence that IP gaps
do not pose a problem (Iesaka et al. 2005, Lehmann et al. 2012, Lehmann
et al. 2010, Quirynen et al. 2017, Soenen et al. 2013, Weiser et al. 2014). More
specifically, in an experimental study it was found that fracture strength in
human cadaver femora with ipsilateral THA and TKA was significantly higher
than in femora with THA only (Lehmann et al. 2012). In a study using synthetic
femora, loaded along their mechanical axis, we also found that constructs with
ipsilateral prostheses required higher loads to fracture (Quirynen et al. 2017).
Yet, the clinical relevance of the applied four-point bending load in the first
study is questionable, whereas the loading condition used in the latter study
may be too simplified.
Some data on the influence of the size of the IP gap have been presented. In an
experimental study using human cadaver femora three different gap sizes (35,
80, 160 mm) were compared. Little difference in fracture strength was noted
between these three gap sizes (Weiser et al. 2014). In an experimental study
using synthetic femora we found that small gaps (0 cm) had higher loads to
failure than femora with larger IP gaps (15, 30, 50, 100, 150, 200 mm) (Quirynen
et al. 2017). A computational study using a simplified cylindrical model of a
femur demonstrated that gap size had no effect on peak femoral tensile strains
(Iesaka et al. 2005). Yet, the loading conditions were four-point bending, loading
along the mechanical axis of the femur, and cantilever bending for the first,
second, and third study respectively; hence, the clinical relevance may be limited.
A more comprehensive loading analysis, mimicking one instance of gait as well
as fall loading and four-point bending, was simulated in a computational study
(Soenen et al. 2013). It was found that gap size did not influence fracture risk;
yet, gaps smaller than 50 mm were not included.
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In summary, the available biomechanical and experimental data related to IP
gaps are fragmented, such that clear conclusions on the role of the IP gap cannot
be drawn. Therefore, the aim of this study was to enhance our understanding
on how clinically relevant parameters affect strain in the IP gap. Specifically,
we aimed at quantifying the effects of (1) neck length of a THA, (2) the size of
the IP gap and (3) the location of the IP gap.
6.2 Materials and methods
The ‘THA only’ reference model
A 3D model of a synthetic bone (Left femur Sawbone #3403, Pacific Research
Laboratories, Mälmo, Sweden) was obtained by computed tomography scanning
(Fig. 6.1). The image data were segmented into cortical bone, trabecular bone
and intramedullary space based on Hounsfield units and converted into a 3D
model using dedicated software (Mimics Research 18.0, Materialise, Leuven,
Belgium). The surface of a primary THA (14 cm C-stem, Depuy J&J, Warsaw,
Indiana) and revision THA (20 cm Exeter, Stryker, Kalamazoo, Michigan) were
captured by laser-scanning (GOM Atos II, GOM mbH, Braunschweig, Germany)
and stored in STL-format. THA placement was simulated: femoral head and
neck resection was performed virtually, and the hip prosthesis was placed
following the AO guidelines (AO Foundation 2016). The centre of the THA
head was matched to the centre of the healthy femoral head to ensure native
anteversion. Prosthesis placement was verified by a trained orthopaedic surgeon.
P1 P2 P3 P4
Mechanical axis
Fx -803.3 0 0 0
Fy 6953.7 0 0 0
Fz 0 0 0 0
Walking
Fx -451 540.9 -7.5 0
Fy 274 -127 -154.6 0
Fz 1916 -674.6 776.6 0
Stair climbing
Fx -502 703 -18.6 -74.5
Fy 513 -301.5 -189.7 -335.4
Fz 2001.5 -654.7 1144 2262.3
Table 6.1: Applied loads (in Newton) on the four load application points based
on Heller et al. 2005 (Walking and Stair climbing). Direction of loading is
consistent with the coordinate system of Figure 6.1.
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Figure 6.1: Representation of the model. Three load cases were applied; load
along the mechanical axis of the femur, walking and stair climbing. Load
application points for anatomical loading were according to Heller et al. 2005:
hip prosthesis head (P1), abductor, tensor fascia latae and illio-tibial tract (P2),
vastus lateralis (P3) and vastus medialis (P4). Load components along the axes
of the coordinate system are shown in Table 6.1.
The models were meshed using quadratic tetrahedral elements, type C3D10.
The novel Voronoi meshing algorithm provided a uniform mesh quality (3-
matic Research 11.0.0.33 alpha test version, Materialise, Leuven, Belgium).
Convergence analysis (data not shown) showed that an element size of 1.25 mm
was appropriate. Material properties were assigned to all elements. Specifically,
cortical bone was modelled transversely isotropic (Soenen et al. 2013): E1
= E2 = 11.5 GPa, E3 = 17 GPa, ν12 = 0.51, ν23 = ν13 = 0.31. The third
axis was parallel to the anatomical axis of the femur (Cherian et al. 2014).
Trabecular bone was considered linear isotropic (Soenen et al. 2013): E = 2.13
GPa, ν = 0.3. Since cemented prostheses were modelled, the intramedullary
space was assumed to be filled with cement: E = 2.13 GPa, ν = 0.3 (Soenen
et al. 2013). The THA used in this research was made from Cobalt Chrome
and was considered linear isotropic: E = 220 GPa, ν = 0.3. The prosthesis was
modelled to be fully fixed to the bone to simulate the use of bone cement. Finite
element analysis was performed using dedicated software (Abaqus 6.13, Dassault
Systèmes Corp., Providence, RI, USA). Three different loading conditions were
applied: Mechanical axis loading (MAL), walking (W) and stair climbing (SC)
(Fig 1.). For MAL, boundary conditions as described in Zdero et al. (Zdero
et al. 2008) and Speirs et al. (Speirs et al. 2007), were applied. In the distal
part of the model translation and rotation were fully constrained. Rotation of
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the prosthesis head was allowed while translation was only allowed along the
line of force-direction. A load of 7000 N was applied on the femoral head and
was directed towards a point located in the middle of the intercondylar fossa.
This corresponds to loading along the mechanical axis of the femur (Cherian
et al. 2014). A load of 7000 N was chosen since this was the highest load where
none of the specimens fractured in the prior experimental tests (chapter 3).
For both walking and stair climbing, boundary conditions and load application
points as described in Heller et al. (Heller et al. 2005) were applied. The distal
part of the model was modelled identical as described above while the proximal
part was not constrained. Four load application points were defined (to model
walking, only the first three points were needed). The first point represented
the centre of the hip prosthesis head (P1). The three other points represented
relevant muscle attachment regions: abductor, tensor fascia latae and illio-tibial
tract (P2), vastus lateralis (P3) and vastus medialis (P4). Force components
(Table 1) of all three loading conditions were orientented based the coordinate
system shown in Figure 1. As outcome parameter the strains in the femoral
cortex were quantified. Since the ultimate tensile strain for bone is 30% lower
than the ultimate compressive strain (Bayraktar et al. 2004), regions with tensile
strain are more prone to fracture (Bayraktar et al. 2004); hence, a strain-based
criterion focussing on tensile strain was used (Schileo et al. 2008). Specifically,
the mean of the 5% highest strains in the cortical bone was quantified and
labelled 95.
Neck length
Load application points for the centre of the hip prosthesis head were moved for
all three loading conditions to mimic change of neck length. For both primary
and revision prosthesis STL models, the load application point was moved 5
mm in the medial and lateral direction along the neck axis, representing a 5
mm shorter and 5 mm longer neck length. The revision THA STL had a 22%
longer neck length than the primary THA STL: 45 mm vs 55 mm for primary
and revision THA respectively.
IP gap size
A TKA stem (Profix, Smith&Nephew, Memphis, Tennessee) was modelled as a
cylinder and placed into the femur model to create an IP gap. Prior research
showed that the stem features (notches and slit at the stem tip) did not influence
femoral strains (Quirynen et al. 2014). TKA stem length was varied to create
gaps of 15, 30, 50, 100 and 150 mm in combination with the 140 mm primary
THA and the 200 mm revision THA. A 0 mm gap in combination with a revision
THA and a 200 mm gap in combination with a primary THA were added to
span all relevant gap sizes. The size of the interprosthetic gap was defined by
the distance between the distal tip of the hip stem and the proximal tip of the
knee stem. These IP gap models were prepared for FE analysis identically as
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described above. Linear-elastic and isotropic material properties were assumed
for the TKA (E = 110 GPa, ν = 0.3), representing titanium. The TKA was
modelled to be fully fixed to the bone.
IP gap location
To quantify the influence of the location of the IP gap on femoral strains the
THA revision stem was digitally lengthened using dedicated software (3-matic
Research 10.0, Materialise, Leuven, Belgium). This software allowed cutting
of the stem of the prosthesis model to adapt its length. The revision THA
stem length (original length of 200 mm) was elongated to obtain THA lengths
of 220, 240 and 260 mm which were the stem lengths used in our previous
experimental study (Quirynen et al. 2017). Gaps of 0, 15 and 30 mm were
created in combination with the standard 200 mm revision THA and the
lengthened revision THAs.
6.3 Results
All models were successfully meshed and solved. Strain patterns changed when
comparing MAL to the two anatomical loads W and SC. Strain patterns for
stair climbing shifted towards the frontal side of the femur, compared to the
strain patterns for MAL which were located at the lateral side of the femur.
Qualitative analyses showed that THA neck length influenced femoral strains
(Fig. 6.2). For a model with a 100 mm gap, shorter neck lengths (-5 mm)
showed lower strains in the IP gap ranging from a reduction of 35 to 42% for
MAL and 13% for W and SC, respectively. Longer neck lengths (+5 mm)
showed higher strains in the IP gap ranging from a increase of 10% to 14% for
MAL and 11% for W and SC, respectively (Table 6.2). Similar findings were
found for all other gap sizes.
Mechanical axis Walking Stair Climbing
Neck
length
-5
mm ref
+5
mm
-5
mm ref
+5
mm
-5
mm ref
+5
mm
Primary
THA 5.49 9.46 10.82 2.83 3.24 3.64 4.63 5.31 5.89
Revision
THA 7.55 11.66 12.84 3.28 3.74 4.15 5.33 6.04 6.66
Table 6.2: Strain parameter 95 (10−3), as the mean of the highest 5% strains
in the cortical bone. A 100 mm gap was modelled. Initial neck lengths were 45
mm vs 55 mm for primary and revision THA respectively. For both primary
and revision THA, shorter prosthesis neck length showed lower 95 and longer
neck length showed higher 95.
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Figure 6.2: Surface strains at the lateral side of the femur with a 100 mm gap.
Model with a primary THA loaded under (A) MAL and (B) SC. Identically,
model with a revision THA loaded under (C) MAL and (D) SC. For both
prostheses types, shorter prosthesis neck length (-5 mm) showed lower strains in
the IP gap and longer neck length (+5 mm) showed higher strains. Initial neck
lengths (/) were 45 mm vs 55 mm for primary and revision THA respectively.
Findings similar to the SC load were found for the load case mimicking walking.
For models with an interprosthetic gap, strains were highest in the gap region.
Maximal strains were located in the proximal region of the gap for MAL loading
and were located more distally in the gap for the anatomical loading conditions
W and SC. For all models with THA and TKA, 95 was lower than for a THA
only model (Table 6.3). Larger IP gaps caused higher strains in the gap region
for both hip prostheses and all loading conditions (Fig. 6.3).
RESULTS 65
Gap size
[mm]
0 15 30 50 100 150 200 THA
Only
Mechanical
axis
/ 8.15 8.42 8.65 9.46 10.11 10.52 10.62
Walking / 3.10 3.13 3.16 3.24 3.32 3.42 3.46Primary
THA Stair
climbing
/ 5.08 5.13 5.15 5.31 5.45 5.57 5.60
Mechanical
axis
10.06 10.29 10.47 10.91 11.66 12.03 / 12.04
Walking 3.52 3.54 3.56 3.62 3.74 3.84 / 3.85Revision
THA Stair
climbing
5.69 5.72 5.73 5.85 6.04 6.17 / 6.18
Table 6.3: Strain parameter 95 (10−3), as the mean of the highest 5% strains
in the cortical bone for models with an interprosthetic gap. Stem length of the
primary and the revision THA was 140 mm and 200 mm respectively. Larger
gaps resulted in higher 95 than smaller gaps. 95 in the ‘hip only’ model was
higher than in all ‘hip and knee’ models.
Gaprsizer[mm]
0 1503015 50 100 RevisionTHAronly
LE4rMax.rPrincipal
-Avg:r757+
rrrrrrrrrrrrrrrrrrr-10-3+
69.0
67.5
66.0
64.5
63.0
61.5
60.0
Figure 6.3: Surface strains at the lateral side of the femur, loaded mimicking stair
climbing. Larger gaps resulted in higher strains than smaller gaps. Maximal
strains were located in the gap region. Strains in the ‘hip only’ model were higher
than in all ‘hip and knee’ models. Similar findings were found for models with
a primary THA and for the load cases mimicking loading along the mechanical
axis and walking.
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More distal gaps showed lower 95. Gap sizes of 0, 15 and 30 mm modelled with
the elongated revision prostheses had lower 95 than the same gaps modelled
with the 200 mm revision prosthesis (Fig. 6.4, Table 6.4). Similar findings were
found for the load cases mimicking walking and stair climbing.
95
(200 mm THA)
95
(more distal gap)
20 mm 10.29 10.21
40 mm 10.06 9.58
Change in gap
location (more distal)
compared to 200 mm THA 60 mm 10.47 9.63
Table 6.4: Strain parameter 95 (10−3), as the mean of the highest 5% strains
in the cortical bone for models with an interprosthetic gap loaded along the
mechanical axis. For three gap sizes, a change in gap location was modelled.
Gaps were modelled with a 200 mm revision THA and a lengthened revision
THA respectively. More distal gaps had lower 95. Similar findings were found
for the load case mimicking walking and stair climbing.
6.4 Discussion
Small interprosthetic gaps have been hypothesised to increase fracture risk, due
to their stress riser effect (Soenen et al. 2011, Weiser et al. 2014). This study
rejects this hypothesis. The results of this study showed that smaller gaps had
lower strains than large gaps, and that a model with ipsilateral hip and knee
prostheses had lower strains than a model with a hip prosthesis only. Hence,
ipsilateral prosthesis placement does not act as a stress riser, nor increases
fracture risk. In regions where a prosthetic stem is present the stiffness was
higher, thus bending deformation was lower than in the gap region. As a
consequence, strains in the prosthetic regions were lower than in the gap region,
similar as described by Soenen et al. (Soenen et al. 2013). Hence, fracture
is expected to occur in the gap region, just below the THA tip where strains
were highest; indeed, this was the location where we found fracture initiation
in an experimental study (Quirynen et al. 2017). For both anatomical loading
conditions, strain maxima were located more distally in the gap due to a change
in resulting moment compared to MAL load. A longer neck length created a
larger lever arm and consequently increased the resulting moment leading to
larger 95. Vice versa shorter neck lengths had lower 95. This effect is also
noticeable when comparing the primary THA to the revision THA. Since the
neck length of the revision THA is 10 mm longer than the primary THA neck
length, 95 for a bone with revision THA will always be higher than that of
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Figure 6.4: Surface strains at the lateral side of the femur, loaded along
the mechanical axis. Gaps were modelled with a 200 mm THA (left) and a
lengthened THA respectively, increasing the distal location with 20, 40 and 60
mm (right). Distal gaps showed lower strains in the IP gap. Similar findings
were found for the load case mimicking walking and stair climbing.
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same bone with a primary THA. For IP gaps, larger gaps led to larger zones of
low stiffness compared to the regions where a prosthesis was present. These low
stiffness regions had higher deformations thus higher 95, and strain patterns
showed an increased region that was affected by high strains (Fig. 6.3). Hence,
small IP gaps do not increase fracture risk, which matches the findings of our
earlier studies (Quirynen et al. 2017, Quirynen et al. 2014) and those of Soenen
and al (Soenen et al. 2013). Since more distal gaps were created with a longer
hip prosthesis stem, and Young’s modulus of the hip prosthesis stem is twice as
high as the knee prosthesis stem, the overall stiffness of the model increased
for more distal gaps. A stiffer model, as discussed above, led to lower strains.
Anatomical loading caused torsion and bending in the sagittal plane, while MAL
caused bending only. The addition of a torsion moment towards the frontal side
of the femur caused the strain pattern for SC to shift accordingly (Fig. 6.2).
This anatomical model allowed for modelling of three important clinical
parameters (neck length, IP gap size and location) and quantified their effect
on femoral strains. As such, it offers a clear conclusion on the role of the IP
gap. Still, there are some limitations to this study. First, we did not perform
cadaver specimen experiments neither conducted an in vivo follow-up study
but decided to use a finite element model instead. Finite element analysis is
commonly used to replace experimental set-ups (Schileo et al. 2014, Soenen
et al. 2013). It allowed for detailed adaptation of the bone and prosthesis
properties (length, material, etc) and gave detailed insight in the strain patterns
and location of the maximal strains, without high specimen cost connected to
experimental research. Cadaver specimens have the downside of bone variability,
and strain measurement in vivo is not possible. Also, the IP gap is mainly
prevalent in elderly patients. Their advanced age and the existing co-morbidities
will undoubtedly make it difficult to reach clear conclusions based on an in
vivo study. Second, bone remodelling is not taken into account in this FE
model; hence, this study addresses the immediate post-operative situation only.
Third, we did not quantify the role of the cortical wall thickness. Yet, in our
previous work we found that the differences in strain between gap sizes and
location remains the same irrespectively of the cortical wall thickness (Quirynen
et al. 2014). Fourth, we filled the intramedullary space with cement to simulate
placement of cemented prostheses. Since the intramedullary space is located
close to the neutral line of the model, the bending rigidity and resulting strains
are only slightly influenced. The findings of this study can thus be expanded
to uncemented press-fitted or ingrown prostheses. Fifth, our prostheses were
modelled as fully fixed to the bone, as interprosthetic gaps often are the result
of revision surgeries where cemented stems are used.
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6.5 Conclusion
We conclude that, in an immediate post-surgery situation, longer neck length
increased femoral strains. Furthermore, larger gaps resulted in higher femoral
strains than smaller gaps, whereas gaps located more distally resulted in lower
strains. Gap size had a stronger effect than gap location. For all models with a
hip and knee prostheses the femoral strains were lower than for a model with a
hip prosthesis only, hence, the placement of a TKA did not act as a stress riser.
We hypothesize that in patients a bone adaptive response could occur, leading
to decreased bone quality and an increased risk for fracture; this may explain
the clinical fear for introducing small interprosthetic gaps. Addition of bone
remodelling simulations to the FE model could offer insight in the long-term
behaviour of the IP gap size and location hence should be investigated in a
follow-up study.

Chapter 7
General discussion
This chapter offers an overview of all previous chapters, followed by a discussion
of the research aims posed in chapter 1. A global conclusion subsequently
summarizes this thesis. Finally, directions for future work are suggested.
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7.1 Chapter summary
Chapter 2 introduced the concept of the interprosthetic (IP) gap between a hip
and knee prosthesis. Based on current and future trends in orthopaedic surgery,
an exponential increase in amount of patients with an interprosthetic gap
was predicted and the challenging procedure of IP fracture reconstruction was
defined. Next, an overview was given of the main causes leading to prosthesis
placement. Commonly used prosthesis types were explained and existing fracture
reconstruction constructs and guidelines for fracture treatment were outlined.
The clinical hypothesis and intuitive fear amongst surgeons concerning (small)
interprosthetic gaps were mentioned. The state of the art in biomechanical
testing concerning the interprosthetic gap was discussed as well as its limitations.
The state of the art was discussed for both existing experimental and finite
element literature. The most common limitation was that only part of the
clinically relevant range of interprosthetic gap sizes was modelled, and often
a non-anatomical loading protocol of limited clinical relevance was selected.
Other clinically relevant parameters such as IP gap location or prosthesis shape
have not yet been explored. This thesis aimed to overcome these limitations by
modelling the full range of IP gap sizes, while focusing on gaps below 50 mm,
since the clinical hypothesis is that (especially small) IP gaps increase femoral
fracture risk. IP gap location, bone mechanical properties and prosthesis shape
were varied as well. Finite element modelling, combined with experimental
testing, allowed to investigate the clinical relevant parameters stated above.
Chapter 3 discussed the results of an experimental set-up identifying the
influence of the interprosthetic gap size on femoral fracture load. The clinical
hypothesis that small IP gaps increase fracture risk was investigated. Three
parameters were selected to identify sub-optimal gap sizes: fracture load, work
to failure and deflection at failure. Fracture morphology was monitored as well
to better understand fracture mechanics of interprosthetic gaps. A validated
synthetic bone specimen was preferred over the use of cadaver bone. Cadaver
bone can only be compared contralaterally (left and right femur of the same
cadaver), as the variability of femur properties can be large. The benefit of the
synthetic bones (Sawbones) is that they offer a stable base-line for comparative
research, have low variability and approximate the properties of healthy cadaver
bone (Papini et al. 2007, Chong et al. 2007, Heiner 2008, Cristofolini et al. 2010).
Additionally, notwithstanding the lack of visco-elasticity, synthetic bones
perform within the range of healthy human bone for fracture morphology
in the diaphysis of the femur (Gardner et al. 2010). These specimen were
implanted with a cemented primary or revision hip prosthesis only to create
12 control specimens. Consequently, 51 specimens with gaps of 0, 15, 30, 50,
100, 150 and 200 mm were created by implanting both a cemented hip and
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knee prosthesis. Specimens were loaded to failure mimicking loading along
the mechanical axis (MAL) which consisted of both compressive loading and
bending along the mechanical axis of the femur. The abductor force was not
modelled, as is common in experimental studies (Table 2.1). Some studies have
emphasized that the abductor force should be modelled (Stolk et al. 2001).
Yet, the boundary conditions implemented in our study (movement along the
mechanical axis only (Speirs et al. 2007)) countered the bending due to the lack
of the abductor force and resulted in physiological bending as well. Additionally,
the results of chapter 6 showed that the inclusion of the abductor force (Heller
et al. 2005) did not influence the outcome of our comparative study. These
results indicated that, for the loading conditions used in this study, small gaps
required higher fracture load. Creation of an IP gap did not increase fracture
risk. The most prevalent fracture morphology was that of a medial butterfly.
Even though non-cemented prostheses might change the load transmission to
the femur and might create local stress risers, we do not expect a different
outcome when the influence of gap size is compared with these non-cemented
prostheses.
Chapter 4 outlined the results of an experimental study that focused on the
reconstruction of fractured specimens with an interprosthetic gap. A fracture
reconstruction protocol was drafted based upon experimental studies on peri-
prosthetic fractures and clinical studies on interprosthetic fractures. A previous
study identified a long fracture fixation plate, connected with screws, as the
optimal fracture fixation method (see Appendix D). Progressing from the results
of chapter 3, 18 fractured specimens (of sub-optimal gap sizes 5, 10 and 15
mm) were reconstructed following the drafted protocol. All studies up to date
have evaluated precisely defined ’hand-made’ fractures (see table 2.1) (Moazen
et al. 2011). The benefit of using physiological fractures is that they more
closely represent the factures that occur in clinic. The limitation however is
that there is a quite large spread in the results (see table 4.2). Specimens were
loaded to failure following an identical loading protocol as described above
and failure load was recorded. Consequently, as we were interested in the
comparison of the plate and plate-strut reconstruction of the same fracture,
the same specimens were reconstructed and an anterior bone strut was added.
Specimens were once again loaded to failure. Fracture propagation did occur
for some specimens (see table 4.3), which did influence the failure load of
some of the plate-and-strut reconstructions. Results showed that gap size did
not influence construct failure load. Addition of a strut was only useful with
certain fracture types or when adequate fracture reduction could not be achieved.
Chapter 5 conducted a parametric study on the effect of the interprosthetic gap
on femoral strains through finite element modelling. Since we were interested
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in the strains in the IP gap and in the strain maxima around the hip prosthesis
tip, application of the beam theory is insufficient (see Appendix A.3). As such,
simplified parametric model was created consisting of cortical bone and a knee
prosthesis, both modelled as a cylinder. The hip prosthesis was modelled as
a cylinder as well, but did feature an angled prosthesis neck. As a control a
model without prostheses was created. 132 models were simulated in which
both hip and knee prosthesis stem length were varied to represent change in
IP gap size and IP gap location. E-modulus and cortical thickness of the bone
were altered as well to study the influence of inter-patient variability of bone
mechanical properties. All models were loaded and constrained similar to the
experimental loading described above. A load of 7000 N was applied along the
mechanical axis of the femur model from the middle of the prosthesis head to
the middle of the intercondylar fossa. The abductor force was not modelled,
as described in the summary of chapter 3. Strain patterns and strain maxima
were registered. Nalla et al. described that fracture in bone is strain dependent
(Nalla et al. 2003). As the ultimate strain is lower for tensile strain than for
compressive strain, fracture would occur due to tensile stain for all specimens,
even when the maximal compressive strains were higher (Bayraktar et al. 2004).
Results demonstrated that, for the loading conditions used in this study, not
only IP gap size but also IP gap location influenced femoral strains in the IP gap.
A model with ipsilateral prostheses always had lower strains than the control
without prostheses. Small IP gaps led to lower strains thus lower fracture risk,
consistent with the experimental tests of chapter 3. Longer hip prosthesis stems,
i.e. more distal gaps, lowered strains as well. Both bone E-modulus and cortical
thickness inversely influenced strains, the latter to the biggest extent.
Chapter 6 expanded on chapter 3 and 5. A physiologically relevant model
was created based upon a CT-scan of a synthetic bone specimen combined with
scanned 3D-models of the prostheses used in chapter 3. Both primary and
revision hip prosthesis were scanned. These models were used to examine the
influence of prosthesis neck length. The revision prosthesis stem was virtually
lengthened to investigate the influence of stem length and to include all stem
lengths used in the experimental part of this thesis. Control models were made
with only a hip prosthesis, and all gap sizes from chapter 3 were modelled with
both primary and revision hip prostheses. Three loads were applied; loading
along the mechanical axis identical as described above, a load mimicking walking
(W) and a load mimicking stair climbing (SC). These loads were selected since
they are close to physiological loading (Heller et al. 2005). Moreover, application
of pure bending (four-point bending), pure torsion or pure compression would
not offer a more relevant load. Furthermore, it was our aim to conduct a
comparative study, and as such we did not focus on the absolute values of the
tensile strain in the IP gap. Results revealed that, in an immediate post-op
EVALUATION OF RESEARCH QUESTIONS 75
situation, long neck lengths increased femoral strains. Distally located gaps
and small gaps both resulted in lower strains, consistent with chapter 5. Gap
size did have the largest effect on strains. The consistent finding that IP gap
creation did not act as a stress riser was confirmed here as well, since the control
models had the highest strains.
7.2 Evaluation of research questions
A first contribution of this thesis is that it is the first study that models the
full range of interprosthetic gap sizes and evaluates its effect on femoral
fracture load and femoral strains. Gap sizes of 0, 15, 30, 50, 100, 150 and 200
mm were tested during the experimental part of this thesis (Chapter 3) and
were modelled within an anatomically relevant FE model (Chapter 6). The
simplified FE model of chapter 5 simulated an even larger amount of gap sizes
in between 0 and 225 mm. Smaller gaps were investigated in greater detail since
the clinical hypothesis was that (especially small) interprosthetic gaps increase
the fracture risk of the femur. Both experimental tests and finite element models
reached the same results and contradicted this clinical hypothesis. Creation
of an interprosthetic gap by implanting an ipsilateral knee prosthesis did not
increase fracture risk, but on contrary, lowered strains and increased load needed
for fracture compared to femurs with only a hip prosthesis. Furthermore, small
gaps required higher fracture loads and displayed lower strains than large gaps,
which leads us to the conclusion that small gaps are favourable over large gaps.
These conclusion were due to the fact that the prostheses are significantly stiffer
than the bone, thus prosthesis implantation increased the overall stiffness of the
femur (see Appendix A for the underlying theory). Since strains were connected
to the deflection of the femur, a stiffer specimen with ipsilateral prostheses
showed a smaller deflection and lower strain compared to a specimen with a hip
prosthesis only. This also explained why the strain in the IP gap was higher
than the strain in the bone where a prosthesis was present. Larger gaps, or
specimens with a larger region of low stiffness, consequently displayed higher
deflection and strains. We can thus conclude that, for an immediate post-op
situation, small gaps are the preferred treatment option.
Investigation of the influence of interprosthetic gap location indicated that
IP gap location did influence femoral strains. Variation of IP gap location and
the influence on femoral strains has not yet been examined in literature. Chapter
5 simulated 132 combinations of interprosthetic gap size and location. Even
though some of these gap locations were not clinically relevant or feasible, they
did still contribute to clarify the changes in strain with varying gap location.
Chapter 6 modelled gap sizes of 0, 15 and 30 mm with the 200 mm revision
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prosthesis and with a longer revision prosthesis which led to more distal gaps.
Both chapters concluded that more distal gaps had lower strains hence lower
fracture risk. Lower strains in the model could again be attributed to the
increase in stiffness caused by a longer THA stem combined with a shorter
TKA stem. As a matter of fact, the THA had a twice as high E-modulus (thus
stiffness) than the TKA. As the strain differences were more pronounced for
MAL loading than for both anatomical loads, influence of gap location seemed
to be also related to the load and the resulting moment applied on the model.
For MAL loads, the resulting moment decreased to zero when moving from the
proximal to the distal part of the femur. Hence more distal gaps were subjected
to a lower resulting moment. For the anatomical W and SC loads, resulting
moment increased when moving from the proximal to the distal part of the
femur. Thus, for the latter two anatomical loads, distal gaps were subjected
to a higher resulting moment. The decrease in strain (95, chapter 6) due to
the longer THA stems was smaller than under MAL loading due to the higher
resulting moment for the anatomical loads (see Appendix A). We can however
still conclude that, for an immediate post-op situation, distal gaps are less
susceptible to fracture.
As a third aim, influence of other parameters that might influence femoral
strains were examined. Until now, variation of cortical thickness and bone E-
modulus within the same model has not yet been performed. Also, the influence
of prosthesis neck length and prosthesis stem length on femoral strain has not yet
been investigated. Chapter 5 and 6 respectively eliminated these shortcomings.
Strains in the femur were largely affected by cortical bone thickness, and to
a lesser extent by bone E-modulus (See Appendix A.4). Osteoporotic bone
properties led to an increase in the difference of structural stiffness between the
bone-prosthesis section and the gap section of the femur model. Since this further
increased peak tensile strains in the gap region, IP gaps in osteoporotic bone
are more prone to failure than IP gaps in healthy bone. The longer prosthesis
neck length in models with a revision prosthesis increased the cantilever arm
for the loads on the prosthesis head. As such the moment of the prosthesis
head load increased. Longer THA stem length, as discussed above, increased
model stiffness and thus lowered strains. Even though neck and stem length
influenced femoral strains, IP gap size still had the most significant influence.
Prosthesis stem diameter (or E-modulus) also played a significant role in strains
in the IP gap (see Appendix B). Smaller stem diameter or lower E-modulus led
to higher strains in the entire model, and especially in the IP gap. Prosthesis
properties should thus be carefully selected, to ensure the lowest possible strain
in the IP gap without compromising on minimal strains needed to avoid bone
remodelling (section 7.3 and 7.4). Results indicate that long prosthesis necks
should be avoided as they increase femoral strains. Long prosthesis stems on
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the other hand can be beneficial, as they lower femoral strains and thus fracture
risk. Gaps in osteoporotic bone should be treated with great care.
A first aspect of fracture treatment is the characterisation of the most prevalent
fracture morphology. Presence of ipsilateral prostheses in the bone led to
typical failure that resulted in the creation of a medial butterfly fragment in 67%
of all recorded fractures. When a specimen was loaded along the mechanical axis,
the largest strain or deformation in the bone was located at the tip of the THA
stem. Since the ultimate tensile strain is lower than the ultimate compressive
strain (Bayraktar et al. 2004), the fracture will originate at the lateral side
of the IP gap, where high tensile stresses occurred that co-located with the
low strength of the IP gap. When the crack grew in the transverse direction,
the failure mode switched to compressive failure, which caused an oblique
(shear) fracture line. As a consequence, a butterfly-shaped bone fragment was
created (Fig. 7.1). These butterfly fractures may warrant specific reconstruction
techniques.
Figure 7.1: Fracture lines of a butterfly fracture failed under MAL loading.
From left to right: lateral, medial, caudal and ventral view.
A fifth and last contribution of this thesis is to define a protocol for
interprosthetic fracture reconstruction. Even though fracture morphology
showed a fracture type that might warrant specific treatment strategy, the
fracture treatment protocol shows similarities with the treatment of peri-
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prosthetic fractures. The important features of fracture reconstruction were that
a good reconstruction or reduction of the fracture is a prerequisite to achieve
stability. Also, the plate length and fixation type (cables, screws or mixed)
should be chosen carefully, as defined in chapter 4. Both chapter 4 and clinical
studies indicate that long locking plates connected with screws are mechanically
and biologically favourable, since they overlapped the fracture area and would
not damage the periosteal blood supply (See section 2.2.2). Cable fixation was,
opposed to screw fixation, sensitive to slippage when loaded leading to a loss of
fracture segment reduction. As struts did not contribute to overall stiffness of
the construct, and as strut placement damages blood supply on the anterior
face of the femur, it is only advisable to use struts in cases where the plate fails
to offer sufficient initial stability or when a optimal fracture reduction cannot
be achieved. As such, the proposed fixation method is a long locking plate with
screw fixations that spanned the entire femur.
The weakest point of the plate and reconstructed femur construct, loaded under
MAL loads, is the location of the reconstructed fracture just below the THA tip
(chapter 4). All construct failures initiated here, hence IP gap did not influence
fracture risk of the reconstructed femur.
7.3 Global conclusion
Fracture treatment confirmed the advice from literature that peri-prosthetic
fracture treatment protocols were transferable to interprosthetic fracture. An
optimal reduction of the fracture segments held in place with a long locking
plate proved to be both mechanically and biologically advantageous and made
additional strut fixation redundant for most fracture types.
In vitro experimentation and in silico modelling, provided models and methods
are validated, solved the shortcomings of in vivo testing (comorbidities, bone
variability, ...) and allowed for a detailed investigation of one specific change to
the models parameters. Starting from the same initial situation by using
identical synthetic specimens and one 3D model based on a CT-scanned
synthetic specimen, we were able to test and compare a wide range clinical
relevant parameters (cortical thickness, bone E-modulus, gap size, gap location,
prosthesis neck length) and evaluate their effect on fracture risk or strains.
Experiments and FE modelling reached similar results, as both concluded that
small IP gaps were favourable and implantation of the ipsilateral prosthesis
did not negatively influence femoral fracture risk. Also, the most prevalent
medial butterfly fracture morphology could be verified based on the FE strain
patterns, as the maximal tensile strains in the IP gap correctly identified the
location where fracture initiated experimentally. Finite element modelling
further expanded on the experimental tests and offered a more detailed insight
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in strain patterns and maxima. The simplified and anatomical relevant models
were both compatible and complementary. Both models concluded that gaps of
50 mm and larger had similar maximal strains, which could be validated through
literature (Soenen et al. 2013). Irrespectively of the applied load and resulting
moment, distal gaps were proven to be favourable. The simplified model pointed
out the significant influence of cortical thickness on femoral strains and the
critical care of osteoporotic patients arising thereof. The anatomically relevant
model demonstrated the impact of THA neck length on femoral strains. The
strain pattern further clarified that there was an higher strain in the gap region
of the femur compared to the lower strains in the region where a prosthesis was
implanted.
The interprosthetic gap had not yet been studied into detail before this thesis,
since its occurrence is quite rare. Current trends and predictions indicate
that the IP gap will more sooner than later become a major clinical concern.
In conclusion, this thesis investigates the effect of several clinically relevant
parameters on the immediate post-op characteristics of the IP gap. Influence of
IP gap size, IP gap location, bone mechanical properties and THA neck and
stem length on femoral fracture load and femoral strains, for an immediate
post-surgery situation, were quantified. Interprosthetic fracture morphology
and fracture reconstruction were studied as well. Addition of bone remodelling
simulations to the finite element model could offer insights in the long-term
behaviour of the IP gap size and location. This could be investigated in a future
study.
7.4 Future work
Bone remodelling
Bone is a living tissue with an adaptive capability which means that both
geometry and material properties can change in response to mechanical load.
Bone remodelling initiates following bone fracture or following noticeable changes
to the sensed load (Bartel et al. 2006). One might thus argue that ipsilateral
prosthesis placement, especially for the smaller gaps with low strains in the
IP gap, will induce bone remodelling. The IP gap, regardless of gap size,
lowers femoral strains compared to a femur with only a THA or compared
to a femur with no prostheses. As the load of an ipsilateral implanted femur
is divided between bone and prostheses, the bone will carry a smaller part
of the load and bone remodelling will cause the apparent bone modulus to
decrease due to decrease in cortical bone density. This will then lead to an
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even larger discrepancy in stiffness between prosthesis and bone, whereby the
bone will carry an even smaller part of the load causing a downward spiral of
bone remodelling. As we demonstrated in chapter 5, decrease in cortical radius
and E-modulus will lead to an increase in fracture risk. Too small femoral
strains should thus be avoided. Addition of a bone remodelling routine to our
model could thus offer a more detailed insight in the long-term behaviour of
the different IP gap sizes and locations.
Addition of impact loads
The loads applied in this thesis represented daily activities. These loads;
loading along the mechanical axis, walking and stair climbing, were described
in detail in literature and are commonly used in biomechanical testing (Heller
et al. 2005, Zdero et al. 2008). As noticed in clinical practice, falling is a common
injury leading to femoral fracture. Inclusion a loading protocol mimicking falling
could thus expand our insight into the biomechanics of the IP gap. There are
two ways to model falling mentioned in literature. A first set-up uses four-point
bending to simulate falling on an object. A second set-up mimics sideways
falling. This set-up leads to a more physiological relevant load protocol where
load is applied on the femoral head and boundary conditions are applied on the
trochanter major and the distal condyle. The strain patterns resulting from
loading under four point bending appear to depend on the distances between
the four holds that serve as loading points (Cristofolini et al. 1996). As such,
sideways falling seems to be the most robust loading protocol that could be
added to the existing loads in a future study (Courtney et al. 1995).
7.5 Clinical implications
Extraction of clinically relevant data from finite element simulations or
experimental tests is not straightforward. Still, this manuscript reaches some
useful conclusions that could be used to inform surgeons concerning the post-op
behaviour of the IP gap. First, a small gap does not seem to negatively influence
the fracture risk of the femur, contrary to the hypothesis and intuitive fear
amongst surgeons. As such, a prosthesis with a long revision stem can be used
to replace a primary prosthesis in a patient with a ipsilateral knee prosthesis,
without concern of increased fracture risk. Second, gap size and location are
rarely fully customizable since the patient will often have either hip or knee
prosthesis implanted in a prior surgery to the placement of the ipsilateral
prosthesis. Still, if possible, the surgeon should aim for a distal and small IP
gap. Third, long plates connected to the bone with screws is the preferred
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fracture fixation method, even though it is an invasive surgery, as the fixation of
the bone fragments is essential for reconstruction stability. Fourth, a strut does
not seem to offer a consistent mechanical benefit to the fracture reconstruction
of an IP fracture. Due to the infection risk encountered in strut placement
surgeries, the additional periosteal stripping and the disruption of the blood
supply around the fracture site needed to place the strut, strut placement is not
encouraged. A limitation is that fracture reconstruction in clinic is more difficult
than in vitro, possibly yielding a lower reduction quality in clinical practice. As
our results do indicate that strut placement is useful in fracture reconstructions
with low reduction quality, this could be investigated in a clinical follow-up
study. Fifth, as mentioned above, the conclusions of this manuscript can be
applied to non-cemented prostheses and prostheses of similar shapes as well.

Appendix A
Mechanical model & Beam
theory
This appendix further explains the results of this thesis through the use of
beam theory. This theory offers calculation of the load-bearing and deflection
characteristics of beams. Section A.1 explains the formulas behind beam theory.
Section A.2 applies this theory to the three different loading protocols to explain
the differences in strain pattern. The loads applied in this appendix are identical
to those applied on the FE models in chapter 5 and 6.
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A.1 Beam theory
 Lh = 35
x
5
5
 Lv = 34
 Fh
Fv
 Fh
Fv
 MProsHead
Figure A.1: MAL loading, force resolution and resulting forces.
Stress (σ) and strain () result from compression (vertical force component Fv),
constant moment and variable moment (horizontal force component Fh) (Fig.
A.1).
For the compression and moment respectively stresses can be expressed as:
σ =Fv
A
with
{
Fv = vertical force component
A = cross-section surface
(A.1)
σ =My
I
with

M = Moment along bone axis
y = distance to the neutral axis
I = second moment of area
(A.2)
A =pi(r20 − r2i ), I =
pi(r40 − r4i )
4 with
{
r0 = Outer radius
ri = Inner radius
(A.3)
M =FvLh − Fh(Lv + x) see figure A.1 (A.4)
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Figure A.2: Moment (M) and Stress (σ) from MAL loading.
Since the construct consists out of multiple materials, composite beam theory
is used:
σj =
EjMt
EbIb + EpIp
with

M = Moment along bone axis
t = distance to the neutral axis of entire beam
Ib or Ip = second moment of area of bone or prosthesis
Eb or Ep = Young’s modulus of bone or prosthesis
(A.5)
We can thus write the stress in the bone as the following function (Fig. A.2):
σb =
EbM(x)t
EbIb + EhipIhip
for x ≤ lhip
EbM(x)t
EbIb
for lhip ≤ x ≤ lhip + lIp
EbM(x)t
EbIb + EkneeIknee
for lhip + lIp ≤ x ≤ lhip + lIp + lknee (A.6)
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A.2 Loading protocol comparison
This section applies the formulas of beam theory to the three applied loading
protocols. The force directions and moment arms used in the calculation of the
moments below can be found in figure A.3. Resulting moments are shown in
figure A.4. A moment is defined as positive when the lateral or dorsal femoral
cortex is loaded under tensile strains. Loads for MAL are located in point P0,
for walking in points P0→ P2 & for stair climbing in points P0→ P3 (chapter 6).
Constant moment due to the load in the Z-direction
M = 0.048 ∗ P0z + 0.012 ∗ P1z − 0.0115 ∗ P2z + 0.0115 ∗ P3z (A.7)
Moment due to the load in the X-direction
M = −(0.0175 + x) ∗ P0x + (0.01 + x) ∗ P1x − (x− 0.04) ∗ P2x − (x− 0.07) ∗ P3x
(A.8)
Torsion due to the load in the Y-direction and in the X-direction for loads in
points P2 & P3
T = 0.048 ∗ P0y + 0.012 ∗ P1y + 0.0115 ∗ P2y − 0.0115 ∗ P3y
+ 0.0115 ∗ P2x − 0.0115 ∗ P3x (A.9)
Moment due to the load in the Y-direction and in the Z-direction for loads in
points P2 & P3
M⊗ = −(0.0175 + x) ∗ P0y + (0.01 + x) ∗ P1y + (x− 0.04) ∗ P2y + (x− 0.07) ∗ P3y
− 0.0115 ∗ P2z + 0.0115 ∗ P3z (A.10)
For MAL loading (6.59◦ angle with Z-axis), this results in:
M = 0.048 ∗ 6953.7− (0.0175 + x) ∗ 803.3
= 319.7 - 803.3x (A.11)
If x = 0.2 m −→ M = 159 Nm
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For Walking, this results in:
M = 0.048 ∗ 1916 + 0.012 ∗ 674.6− 0.0115 ∗ 776.6
− (0.0175 + x) ∗ 451 + (0.01 + x) ∗ 540.9− (x− 0.04) ∗ 7.5
= 88.9 + 82.4x (A.12)
T = 0.048 ∗ 274 + 0.012 ∗ 127 + 0.0115 ∗ 154.6 + 0.0115 ∗ 7.5
= 16.5 (A.13)
M⊗ = −(0.0175 + x) ∗ 274 + (0.01 + x) ∗ 127 + (x− 0.04) ∗ 154.6− 0.0115 ∗ 776.6
= -18.6+7.6x (A.14)
If x = 0.2 m −→ M = 105.4 Nm T = 16.5 Nm M⊗ = −17 Nm
For Stair climbing, this results in:
M = 0.048 ∗ 2001.5 + 0.012 ∗ 654.7− 0.0115 ∗ 1144 + 0.0115 ∗ 2262.3
− (0.0175 + x) ∗ 502 + (0.01 + x) ∗ 703− (x− 0.04) ∗ 18.6− (x− 0.07) ∗ 74.5
= 121+107.9x (A.15)
T = 0.048 ∗ 513 + 0.012 ∗ 301.5 + 0.0115 ∗ 189.7− 0.0115 ∗ 335.4
+ 0.0115 ∗ 18.6− 0.0115 ∗ 74.5
= 25.9 (A.16)
M⊗ = −(0.0175 + x) ∗ 513 + (0.01 + x) ∗ 301.5 + (x− 0.04) ∗ 189.7
+ (x− 0.07) ∗ 335.4− 0.0115 ∗ 1144 + 0.0115 ∗ 2262.3
= -24.2+313.6x (A.17)
If x = 0.2 m −→ M = 142.6 Nm T = 25.9 Nm M⊗ = 38.5 Nm
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Figure A.3: Posterior and medial view of the femur with forces and points of
application.
(a) Moment MAL load (b) Moment anatomical load
Figure A.4: Constant, variable and resulting moment due to bending.
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For all three loading cases, a moment was defined as positive when the lateral or
dorsal femoral cortex was loaded under tensile strains. For all loads, the lateral
cortex was subjected to tensile strains. However, loading along the mechanical
axis gave rise to a different resulting moment compared to both anatomical
loading conditions. The resulting moment for loading along the mechanical axis
was maximal at the hip prosthesis head and zero at the knee condyle (Fig. A.4,
Formula A.11). For both anatomical loading conditions, there was no location
where the resulting moment was zero. Also, the resulting moment slightly
increased when moving distally, away from the hip prosthesis head (Formula
A.12 and A.15).
Fracture location was defined by both resulting moment and stiffness. As
discussed in Chapter 3 to 6, higher strains increased fracture risk. In regions
where a prosthetic stem was present the stiffness was higher, thus bending
deformation was lower than in the gap region. As a consequence, strains were
lower in the prosthesis regions, similar to the study of (Soenen et al. 2013).
Maximal strains could thus be found in the gap region, and fracture initiated
where the resulting moment was maximal. As concluded in chapter 3, MAL
loading led to fracture near the THA tip. For the anatomical loading conditions,
strain maxima thus fracture location moved closer towards the TKA tip (Fig.
A.6).
The difference in resulting moment also further explains some of the results of
chapter 6. We concluded that longer revision THA stems lowered the strains
in the model. Still, while strains for MAL loading changed by around 8% for
each elongation of the THA stem (200, 220, 240 and 260 mm, Fig. A.5) a
significant smaller change was noted for both models loaded with either walking
or stair climbing loads (Table A.1). As such, we see that the increase in resulting
moment partially counteracted the decrease in strain due to a longer stem.
Figure A.5: Change in revision THA length.
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Revision THA
THA stem
length [mm]
200 220 240 260
MAL 12.03 11.64 10.70 9.99
W 3.85 3.79 3.79 3.74
SC 6.17 6.08 6.01 5.89
Table A.1: Strain parameter 95 (10−3), as the mean of the highest 5% strains in
the cortical bone for models with revision THA only, loaded along the mechanical
axis (MAL), mimicking walking (W) and Stair climbing (SC). Longer THA’s
had lower 95.
This counteraction could be noted as well when the gaps created with a 200
mm THA were compared to the same gaps created with a 220, 240 and 260 mm
THA respectively. While we expected a decrease in strain for the more distal
gaps, the strains (95) for the anatomical loads were only slightly smaller or
equal then those of the gaps with the 200 mm THA. For MAL loading, a more
distally located gap was subjected to lower strains, due to the lower resulting
moment. This amplified the effect of the longer THA stem. On contrary, for
anatomical loading, the resulting moment thus load increased for more distal
gaps, counteracting the effect of the longer THA stem (See table A.2, which
expands on table 6.4).
Besides bending in the coronal plane, anatomical loading caused torsion and
bending in the sagittal plane. While for both walking and stair climbing, torsion
was oriented in the same direction, bending in the sagittal plane was oriented in
a opposed direction. For walking, the ventral femoral cortex was loaded under
tensile strains (Formula A.14). Contrary, for stair climbing, the dorsal femoral
cortex was loaded under tensile strains (Formula A.17). This explains why
the stain patterns for walking and stair climbing shifted towards the ventral
respectively dorsal side of the femur (Fig. A.7).
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95
(200 mm THA)
95
(more distal gap)
20 mm 10.29 10.21
40 mm 10.06 9.58MAL
60 mm 10.47 9.63
20 mm 3.54 3.54
40 mm 3.52 3.51W
60 mm 3.56 3.56
20 mm 5.72 5.69
40 mm 5.69 5.67
Change in gap
location (more distal)
compared to 200 mm
THA
SC
60 mm 5.73 5.71
Table A.2: Strain parameter 95 (10−3), as the mean of the highest 5% strains
in the cortical bone for models with an interprosthetic gap, loaded along the
mechanical axis (MAL), mimicking walking (W) and Stair climbing (SC). For
three gap sizes, a change in gap location was modelled. Gaps were modelled
with a 200 mm revision THA and a lengthened revision THA respectively. More
distal gaps had lower 95.
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(a) Mechani-
cal axis
(b) Walking (c) Stair
climbing
Figure A.6: Variations in strain pattern due to variation in resulting moments.
Decreasing resulting moment leads to strain maxima at THA tip for MAL,
while increasing resulting moment (walking and stair climbing) shifts strain
maxima towards TKA stem tip.
(a) Walking (b) Stair climb-
ing
Figure A.7: Variations in strain pattern due to variation in torque. Change
in direction of torque for walking and stair climbing shifts the strain pattern
ventral for walking and dorsal for stair climbing.
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A.3 Limitations of Beam theory
The beam theory can be used as a comparative tool to investigate the change
in strain in the IP gap compared to the region where a prosthesis is present.
However, it fails to include some important effects such as the distal boundary
condition as described by Speirs et al. (Speirs et al. 2007) and the behaviour
of the region of the IP gap where the prosthesis stems end. These effects are
included in the simplified parametric model (as shown in figure A.8 & A.9),
preferring it over the beam theory.
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Figure A.8: Comparison of the beam model to the parametric model, for change
in gap size. 2 mm gap (left) and 225 mm gap (right) at 100 mm proximal
distance.
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Figure A.9: Comparison of the beam model to the parametric model, for change
in gap location. 100 mm gap at 125 mm proximal distance (left) and 275 mm
proximal distance (right).
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A.4 Mechanical parameters of the bone
In chapter 5 (Fig. A.10), we concluded that the cortical E-modulus had a linear
influence on strain in the IP gap, while the cortical thickness had a exponential
influence. This can be explained using formula A.6. The part of this formula
that describes the stress in the gap region is copied and expanded on below:
σ = EbM(x)t
EbIb
= M(x)t
Ib
I = pi(r
4
0 − r4i )
4
 = σ
E
= M(x)t
EbIb
= 4M(x)t
Ebpi(r40 − r4i )
(A.18)
Beam theory confirms these conclusions. E-modulus and radius can both be
found in the denominator of the strain formula A.18. Changes in radius, due
to the fourth order, will have a larger influence than the linear influence of
E-modulus.
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Figure A.10: Peak tensile strain in the interprosthetic gap region as a function
of (a) bone tissue modulus, and (b) cortical thickness. The model combined
a hip stem of 150 mm with a knee stem of 190 mm, resulting in a 100 mm
interprosthetic gap. This represents an anatomically relevant ipsilateral primary
prosthesis placement. Strains are more sensitive to variation of cortical thickness
than to variations of bone tissue modulus.

Appendix B
Prosthesis E-modulus
influence
This appendix investigates the influence of prosthesis E-modulus or prosthesis
stem thickness on cortical strains (both at the prosthesis location and at the gap
location). Beam theory from Appendix A is utilized to explain the differences
shown in FEA results.
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Since a large variety of prosthesis shapes exists, we were interested to examine
the effect of prosthesis E-modulus on cortical strains. This effect could also be
used to investigate the change in prosthesis stem diameter.
For a model with a 140 mm THA and a 100 mm gap (Fig. B.1a), E-modulus of
THA and both THA and TKA were doubled (Fig. B.1b and B.1c respectively)
and halved (Fig. B.1d and B.1e respectively).
Stiffer prostheses lead to a stiffer overall construct, which will be subjected to
less severe bending deformations. This explains the lower strains in the IP gap
for the model with a stiffer THA, and the even lower strains for the model with
stiffer THA and TKA (Fig. B.1b and B.1c). Vice versa for the lower stiffness
prostheses (Fig. B.1d and B.1e).
Formula A.6 shows both E-modulus and second moment of area in the
denominator of the stress formula. For the strain in the femoral cortex at
the height if the hip prosthesis, the formula becomes (see formula A.3 & A.5):
 = 4M(x)t
Ebpi(r4b0 − r4bi) + Ehippi(r4hip0)
(B.1)
It shows that both stem radius increase and E-modulus increase of the hip
prosthesis decrease cortical strains.
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(a) 100 mm Gap, 140 mm THA
(b) THA E-modulus * 2
(c) THA & TKA E-modulus * 2
(d) THA E-modulus / 2
(e) THA & TKA E-modulus / 2
Figure B.1: Influence of prosthesis E-modulus on cortical strains. Stiffer
prostheses decrease cortical strains in both the prosthesis area and the IP gap.

Appendix C
Finite element modelling
This appendix explains the concept of finite element simulations and shows the
different element types used in this thesis to create the finite element models
used in chapter 5 and 6.
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In this thesis, a synthetic bone analogue was digitized through CT-scanning
and converted into a 3D model using specified software (Mimics Research 18.0,
Materialise, Leuven, Belgium). Based on Hounsfield values, the 3D model was
segmented into prostheses, trabecular bone, intramedullary space and cortical
bone (Fig. C.1). Physiologically correct material properties were added to
all model parts. Following this segmentation, the model was converted into
a FE model using specified software (Fig. C.2, Voronoi meshing algorithm,
3-Matic Research 11.0 alpha version, Materialise, Leuven, Belgium). This
model was subsequently imported in dedicated FE software (Abaqus 6.13,
Dassault Systèmes Corp., Providence, RI, USA) and analysed to investigate
strain patterns on the bone.
Figure C.1: A 3D-model of a synthetic bone with ipsilateral prosthesis,
segmented in line with material region.
Hex and Tet elements
Several element types can be used in finite element analysis, depending on the
shape and complexity of the model. Reduced integration hexahedral elements
(C3D8R Fig. C.3a, used in chapter 5) are the most cost-efficient choice of
elements, featuring both low calculation times and accurate results. The
downside is that the 3D model has to be quite simple and symmetric to
successfully mesh (convert to a FE model) with hexahedral elements. Linear
tetrahedral elements (C3D4 Fig. C.3b) are less calculation intensive as quadratic
tetrahedral elements (C3D10 Fig. C.3c, used in chapter 6), since they only
contain one integration point instead of four. However, they are not suited for
simulation unless element size is small (Abaqus 6.13 Online Documentation 2013).
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Figure C.2: Choice of FE element type (C3D10) and material distribution.
(a) C3D8R (b) C3D4 (c) C3D10
Figure C.3: Finite element types used in this thesis. From (Dhondt 2012).
Another consideration that should be made is the size of the elements. Small
element sizes strongly increase calculation time, since there is an exponential
relationship between element size and calculation time (Fig. C.4). Accordingly,
element size should be maximized. However, too large elements result in
inaccurate simulation results. To determine the biggest element still resulting in
accurate results, convergence analysis can be conducted by gradually decreasing
element size until results (e.g. strain) converge (Fig. C.4).
Strain4(LE33)4[-]4 Amount4of4elements Calculation4time4[s]
Element4size4[mm]
1441.25441.5441.7544244444344444444
1.4
1.1
0
6.3
3.9
1.4
8.1
3.3
10-2 105 103
1441.25441.5441.7544244444344444444 1441.25441.5441.7544244444344444444
0.100.30
Figure C.4: Convergence analysis indicates that 1.25 mm is the largest element
size that reaches accurate strain results (<1% difference with smaller elements).

Appendix D
Fracture fixation plates
This appendix compares three different fracture fixation plates, used in the
prior study mentioned in chapter 4.
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Before the specimens in chapter 4 were reconstructed with plate and plate-strut,
three different fracture fixation plates were compared:
• the Accord plate (Smith&Nephew, 20 cm, Fig. D.1a)
• the LCP plate (Synthes, 39 cm, Fig. D.1b)
• the NCB plate (Zimmer, 43 cm, Fig. D.1c)
These plates were fixed to the bone with cables, screws and cables or screws
respectively. The longest plate, connected to the specimen with screws only
(NCB), reached the highest relative fracture loads, and as such was the preferred
plate to reconstruct interprosthetic fractures (Fig. D.2). This was also mentioned
in literature; see chapter 2 (section 2.1 & 2.2.2).
(a) Accord plate
(b) LCP plate
(c) NCB plate
Figure D.1: Three different types of fracture fixation plates which are commonly
used in clinical practice.
FRACTURE FIXATION PLATES 107
0 0.05 0.1 0.15 0.2
0.2
0.4
0.6
0.8
1
1.2
Interprosthetic distance (m)
R
el
at
iv
e 
fra
ct
ur
e 
lo
ad
 (−
)
 
 
Short−Cable
Long−Cable&Screw
Long−Screw
Figure D.2: Comparison of relative fracture load of three fracture fixation plates:
the short cable-plate (Accord), the long cable&screw-plate (LCP) and the long
screw-plate (NCB). The NCB plate offered optimal fracture load.

Appendix E
Stiffness normalized strains
This appendix shows the strains for the parametric model (See chapter 5).
Strains were normalized by the initial stiffness of the model.
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The variation in gap size also caused a change in initial stiffness of the model.
Smaller gaps, or longer prosthetic stems, increased the initial stiffness. To
investigate the variation of the gap size, the strains () shown in chapter 5 were
normalized by their initial stiffness.
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Figure E.1: Influence of gap size on strain (normalized by stiffness) on the
medial (left graph) and lateral (right graph) side of the femur. Larger gaps
resulted in higher strains. Colours correspond to the models in the central
panel, which show the varying configurations. Gaps of 2, 25, 175 and 225 mm
starting at a proximal distance of 100 mm are shown.
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Figure E.2: Influence of gap location on strain (normalized by stiffness) on the
medial (left graph) and lateral (right graph) side of the femur. Smaller proximal
distances, i.e. smaller hip stems, resulted in higher strains. Colours correspond
to the models in the central panel, which show the varying configurations. A
gap of 100 mm starting at proximal distances of 125, 175, 225 and 275 mm is
shown.
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All strains were divided by their respective stiffness, based on the formula for
springs:
F = kx with

F = the applied force
k = the stiffness of the model
x = the deflection of the model
k = F
x
normalized =

k
There was no change in outcome of our comparative study when the strains
were normalized. Larger gaps still had higher strains, as did more proximal
gaps.
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